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FOREWORD 


This Is the eighth progress report on IITRI Project K06003 (formerly 
E06514) entitled “Technical and Investigative Support for High Density 
Digital Satellite Recording Systems." The work reported herein was con- 
ducted for NASA/Goddard Space Flight Center under Contract No. NAS5-26493 
during the period April - May, 1982. This report contains comprehensive 
results from the magnetic media investigation task of the contract, in- 
cluding revisions to progress reports 4 through 7 issued from Noveiriier 1981 
through March, 1982. C. Donald Wright acted as the project leader and 
Robert A. Schultz conducted tlie technical investigations with assistance frwti 
Theodore Shaifer and Frank Jaworski. 

Data for this report are recorded in IITRI Logbooks C26427, C26492, 
C26508, C26602, C26609, C26758, and C26760. 
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TECHNICAL AND INVESTIGATIVE SUPPORT FOR 
HIGH DENSITY DIGITAL SATELLITE RECORDING SYSTEMS 

NASA Contract No. NAS5-26493 
IITRI Project No. K06003 
Period Covered April - June 1982 

1. INTRODU^ nON 

The overall goal of this contract is to provide technical and investi- 
gative support to NASA Goddard Space Flight Center in the development of 
High Density Digital Satellite Recorders. The general requirements for 
150 megabits per second record/reproduce data transfer rates from satellites 
is addressed by thir> program and by competing satellite recorder manufacturers. 

This summary report describes n^thods and results of examinations and 
tests conducted on magnetic recording tapes under consideration for a high 
density digital (HDDR) satellite recording system. The examinations and 
tests investigate the performance of tapes with respect to their physical, 
magnetic and electrical characteristics. Each test section includes intro- 
ductory remarks indicating the objective of the test, the likely significance 
of typical results, and the importance of the characteristics under investi- 
gation to the application. Theoretical discussions of measurement methods 
are provided where appropriate. Methods and results are discussed in each 
section, but the results of some sections have been tabulated together to 
facilitate their comparison. The conclusion of each test section relates 
the test results to their possible significance and attempts to correlate 
the results of that section with the results of other tests. Some of the 
sections analyze sources of error inherent in the measurement nwthods or 
relate the value of the information obtained co the objectives of the test 
or the overall purpose of the project. 
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1 . 1 Requi resents of the Tape for the HDDR Satellite Recorder System 

General requirements of the magnetic media for the HDDR Satellite Re- 
corder System Include long term durabl'lty of the base film and the oxide 
binder system* low abrasivlty to the recorder head material, stable magnetic 
characteristics, the ability to record and reproduce short wavelengths, and 
freedom from oxide binder system defects that produce loss of signal or 
"drop outs." More specific requirements are described In the Individual 
test sections, but the definition of the requirements and their relative 
Importance Is expected to change during the development of the recording 
system as problems are Identified and the limits of current state-of-the-art 
are approached. 

1.2 Description of Candidate Tape Types 

Five tape types currently under Investigation for the HDDR Satellite 
recording system are Intended for wideband Instrumentation or video applica- 
tions and have nominal thicknesses of 1 mil (0.001 Inch). Fou of the tape 
types, Ampex 466 and 721, Fuji H621, and 3M 5198 have cobalt doped or adsorbed 
iron oxide magnetic particles, while a fifth type, Ampex 797, has gamma ferric 
oxide (y^e 2 ^ 3 ) particles. In addition to the oxide binder systems and the 
polyester (mylar) base films, each tape type has a back coating to prevent 
layer- to- layer adhesion. Increase friction, and/or reduce the bi;11d up of 
static charges. 

Some of the test methods and equipment employed for this project require 
specific tape widths In order to obtain results for comparisons of tape types. 
A few types have not yet been obtained In all necessary widths, and a tape 
slitter currently In use for another project will be available soon for the 
preparation of any samples not yet obtained In the required tape widths. 
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Tissue cleaning of these prepared sauries Is planned prior to testing. 
In addition, many early tests were conducted on Fuji Berldox tape ob- 
tained from a video cassette rather than Fuji H621 which has been 
obtained In 1 Inch width. Fuji Berldox test results will be supple- 
mented by Fuji H621 results as the tests are repeated. 
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2 . 


PHYSICAL PROPERTIES 


This section describes the physical characteristics of the subject 
tapes, especially characteristics that may affect the long term durability 
and reliability of the tape as well as the Integrity of the head-tape 
Interface. Physical dimensions and dimensional variability have been 
or will be determined for each tape type. Relative flexibility and 
dynamic tracking and guidance measurements, which are dependent mainly 
on the base film properties of the tapes, have been conducted or are 
planned. Bulk properties of the oxide binder systems Including abrasion 
resistance, binder strength, and lubricant content have been Investigated. 
The oxide surfaces have been characterized by scanning electron microscopy, 
coefficient of friction measurements, relative head material abrasivlty 
tests, and elemental analysis. 
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2.1 Tape Thickness 

Tape thickness Is measured during sample preparation for M-H measure- 
ments* Although slight thickness differences between tape types are not 
expected to have a large effect on their relative performance » thickness 
variation within a given tape type may be an Indication of poor manufac- 
turing process O)ntro1s. 

The possible effects of solvents on the tape mylar were examined 
during the following procedure, Hylar samples were re-exposed 
to solvents for one hour periods after the Initial short preparation ex- 
posure time and thickness measut'ement. The long re-exposure did not 
change the measured mylar thickness. Indicating that the short exposures 
do not cause errors due to mylar dissolving, swelling, or softening. 

2.1.1 Procedure 

Ten to sixteen layers of tape were measured with a micrxxneter and 
the results were divided by the nwnber of layers measured. The measure- 
ments were made on the total thickness of the tape, on the tape with the 
back coating removed with cotton swabs or Kim Wipes using acetone, trl- 
cloroethylene or methyl -ethyl -ketone (MEK) as solvents, and on the r/lar 
base alone with both the back coating and the magnetic oxide coating removed. 
The back coating and oxide thickness were determined by subtracting the 
sequential measurements. MEK has been employed as the solvent during all 
except the earliest tests. 

The micrometer must be accurately zeroed and mst have a slip 
mechanism which provides a low and repeatable measurement pressure. 

The micrometer may have a 0.1 mil vernier scale, or 0.2 mil resolution 
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can be observed bet««een 1.0 nil divisions If a vernier scale Is not 
available. Several measurements or a single 16 layer sample should 
fiwt vary by more than ±0.2 mil, and the median value of those measure- 
im^nts MS recorded. The test method produces average measurements for 
tape sections less than three feet long. The precision of the average 
measurement technique approaches 20 microinches (0.02 mil). 

2.1.2 Results 

Table 2.1 lists maxliman and minimum thickness values for each tape 
type and lot Investigated to date. Additional oxide binder system 
measurements on each Individual sample are presented In Table 3.1 to 
facilitate comparisons of thickness and magnetic Induction measurement 
variations. 


2.1.3 Conclusions 

Thickness variations of Ampex 721, Fuji H621, and ^ 5198 do not 
exceed tlw 20 microinch (0.02 mil) limit of precision of the test 
method. The results for Ampex 466 and Ampex 797 Include oxide and 
mylar thickness variations slightly greater than that limit of pre- 
cision. This Increased variation could be due to less dense oxide 
binder systems suggested by SEM (Section 2.9) combined with measurement 
errors produced by pressure variations of the micrometer. 
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2.2 Flexibility 

Measurement of tape flexibility is a single test that may indicate 
the tendency of a tape to produce oxide binder debris. 

2.2.1 Procedure 

The relative flexibilities of the magnetic tapes were rwasured by 
the method specified in “Magr»tic Head/Tape Interface Study for Satellite 
Tape Recorders, Technical Report, \tolume I" prepared during IITRI Project 
No. E6134 and dated February, 1971. The test fixture includes a horizontal 
clamping surface, a coordinate grid to indicate the position of the free 
end of the tape, and a sw1ng>away support which maintains the tape sarple 
horizontally during mounting and allows the sample to bend freely for the 
measurement. The angle of curvature (deflection from the horizontal) was 
measured for the line extending between the clamping point and the free 
end of the tape sample. All tapes were malntalr^d In the same environment 
prior to and during the testing which approximated the environmental conditions 
specified for the test, 70®F + 3°F and 30* + 3!K RH. 

2.2.2 Results 

Measured flexibilities are listed In Table 2.1.1. The Ampex type 797 
sample was a 1/4 Inch tape width, and the Ampex type 466 sample was a one 
Inch tape width rather than the 1/2 Inch width specified for the test. 
Subjective observations of 3M 5198, Fuji H621, and a new 1/2 inch sample 
of Ampex 797 suggest that results comparable to those In Table 2.1.1 would 
be obtained for all of these tape types. 
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2.2.3 Conclusions 


A11 of the measured angles are greater than the 30^ mlnltmim angle speci- 
fied by the IITRI guide lines as an Indicator of acceptable flexibility. 
Observations Indicate that all of the tapes would meet the guidelines* 
and that other factors such as cleanliness (Section 2.11) are more Im- 
portant than flexibility for the short term production of (tebris. 

However, additional flexii^lllty testing should be conducted concurrently 
with future long term endurance and environmental testing of the tapes. 

2.3 Binder Strength 

The strength of the oxide binder system was observed subjectively 
during binder removal with methyl -ethyl -ketone (f€K) for thickness 
measurements. The observations are listf.J In the second column of 
Table 2.3. The observations indicate a loose correlation with abrasion 
resistance. 

2.4 Abrasion Resistance 

This test provides a relative measure of the resistance to abrasion 
of magnetic tape oxide binder systems. The raw data that Is presented 
allows ranking of tapes according to their abrasion resistance, but the 
correlation between the test results and the useful life of tape oxide 
during normal or abusive conditions has not been determined. Nonlinear 
effects of the test method are under study. 

2.4.1 Procedure 

Grade 25 chrome steel balls 0.125 Inch In diameter are employed. 

The balls have a Rockwell C scale hardness specification of 62-66 and a 
roundness tolerance of 25 microinches. 
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Prior to use, shipping lubricant and contaninants are removed from 
the balls with benzene. Skin contact Is prevented during mounting of 
the balls In the test fixture and during tape preparation and mounting. 

A new ball Is en^loyed for each test. 

Prior to mounting the virgin tape san^les, a small part of the 
back coating Is removed with methyl -ethyl -ketone (MEK) and cotton swabs. 
Contact between the MEK and the oxide coating Is avoided. Abrasion 
during coating removal Is minimized by preparation without moMon on a 
clean polyester sheet, 

A 0.227 Newton (23.1 gram) normal force 1s applied to the tape 
through the steel ball as It Is dragged back and forth across the tape 
along a 2.67 Inch path. The ball passes are counted until a tungsten 
lamp behind the sample Is visible through the clear polyester base mate- 
rial of the san|)le. Multiple samples of each tape type are tested 
and the mean value and standard deviation of the number of passes until 
failure Is calculated. For highly abrasion resistance tape types (above 
500 passes), the wear is monitored periodically, and the number of 
passes betwen the last unworn observation and the first worn observation 
Is averaged. 

2.4.2 Re*~ults 

The first column of Table 2.3.1 presents the raw data of abrasion 
resistance obtained with the specified normal force applied to the ball. 
The results will be normalized and corrected for oxide coating thickness 
pending consideration of nonlinear effects caused by the test method. The 
most obvious nonlinear effect Is the Increased contact surface between the 
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Table 2.3.1: Bulk Physical Properties of Oxide Binder Systems 
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ball and the oxide if the ball wears a groove Into the tape before It 
wears through the oxide. This trauld decrease the pressure on the oxide 
and could cause the nuit^r of passes to Increase as the square of the 
relative abrasion resistance. 

The effect of the surface finish of the steel balls Is under study. 
Optical microscope observations of new balls at 400x reveal a surface 
finish much smoother than the worn ball surface following a large nun4>er 
of passes on an abrasion resistant tape type. 

2.4.3 Conclusions 

The results for Ampex 797 with the 0.227 Newton normal force em- 
ployed in the current test series Indicate a lower relative abrasion 
resistance than the results described In the December 1981 progress 
report, which employed a 0.765 Newton normal force and a used Ampex 
797 sample with an uncertain history. 

Based on the current test results, the abrasion resistance of the 
subject tapes falls Into three categories: highly resistant Ampex 
Type 466 and 3M Type 5198, moderately resistant Ampex Type 721 and 
Fuji Berldox, and nonresistant Ampex 797. The vast difference In test 
results between categories suggests the need for theoretical consider- 
ation, life testing, or some other investigation with the aim of 
determining the meani ngf ul ness of a nonlinear scale rather than the 
linear absolute number of passes scale of Table 2.3.1. 
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2.5 Lubricant Content 


This test measures the weight of lubricants and other low molecular 
weight comiNpunds which are extractable by a solvent as a percentage of 
oxide binder system weight. Lubricant Is added to the oxide binder system 
to reduce friction, but excessive lubricant may weaken the Integrity of 
the binder polymer. Benzene Is the usual extraction solvent for this 
test ^ut the possible use of fluorocarbon lubricants suggested the use of 
Freon TF as the extraction solvent. 

2.5.1 Procedure 

Obtain virgin samples of each tape under consideration. The samples 
must not be contaminated with body oils, 11nw or dirt. Tweezers, petrl 
dishes, and work surfaces covered with clean polyester sheets are required 
to facilitate sample handling and preparation. 

All samples should be 18 square Inches ^1%. Two tape strips 0.248 
+0.002 Inches wide and 36 jp.03 inches long provide this area tolerance. 
Five samples were enqiloyed for the oxide binder weights and benzene extracted 
lubricant weights In the current experimental series. Single samples 
were employed for Freon TF extractions, with the exception of 3M Type 
5198, where a second sample was tested following an unusual result with 
the first sample. 

Label and weigh each tape sample prior to treatments. An analytical 
balance with 10 microgram resolution Is suitable. Divide the preweighed 
samples Into groups for oxide binder syst«n r«noval and lubricant ex- 
tractions. 
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Remove the oxide binder system with methyl -ethyl -ketone (MEK) and 
cotton swabs or lint free wlfwrs (Kim Wipes). Note that contact of the 
and the back coating Is unavoidable. Hovever, If the tape Is placed 
oxide up on a polyester sheet and stroked lightly with an MEK saturated 
wiper, the back coating will adhere firmly to the polyester sheet before 
It Is loosened significantly. The adhesion will prevent mechanical dis- 
ruption of the MEK wetted back coating and will minimize addition of 
dissolved oxide binder to the back coating. Note the ^ase of oxide re- 
moval with MEK as a subjective indication of the oxide binder system 
strength (Section 2.3). 

Extract the lubricant from the other groups of samples by soaking 
for at least 12 hours in selected solvents. Stand the tape on edge In 
petrl dishes during benzene treatment to facilitate complete wetting. 
Freon treated samples may be soaked In loosely capped polypropylene 
bottles. The oxide binder system and back coating should remain intact 
during extraction and subsequent sample drying. 


Dry thoroughly, and reweigh all samples. Calculate the mean weight 
losses following treatment for each group. Calculate the lubricant weight 
as a percent of the oxide binder system weight: 


Lubricant weight 
binder weight 


X 100% » % 


Lubricant 

Content 


2.5.2 Results 

The lubricant contents of the subject tapes are listed in the last 
column of Table 2.3.1. Standard deviations of the oxide binder system 
weights were less than or equal to 0.5% of the weights, while standard 
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deviations of the benzene extracted lubricant weights ranged from 5% to 
19% of the weights. The lubricant weight variability may be due to ex- 
perimental error such as contamination of a sample by a single dust par- 
ticle or Incomplete wetting of the samples. One benzene treated 3M Type 
5198 sample was deleted from the calculations due to a very low lubricant 
weight and a visible residue on the tape surface after drying which 
suggested Incomplete wetting. 

Both of the 3M 5198 samples subjected to Freon TF extractions gained 
Identical weights during the initial extraction. The Freon TF treated 
samples were resoaked for an additional 72 hours following the Initial 
post treatment weighing. The 3M Type 5198 samples continued to gain weight 
during this treatment while weights of other samples did not change 
significantly. 

2.5.3 Conclusions 

Lubricant weights of the tapes are within or close to IITRI guide- 
lines which recommend a 1% lower limit and a Z% upper limit. That 
conclusion Ignores the 3M Type 5198 Freon TF treatment results which are 
obviously due to phenomena other than extraction of lubricants. Elemental 
surface analysis (Section 2.6) has not provided clear cut evidence of 
the lubricant types or amounts In the subject tapes. 

The results Indicate that single samples are acceptable for oxide 
binder system weights but that a mean value derived from five or more 
lubricant sample weights Is desirable. 
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2.6 Elewantal Surface Analysis 

Detection and measurement of elements present near the oxide coating 
surface of magnetic tapes provides Indications of the types and relative 
amounts of metal oxides, binders, and lubricants on the tape surfaces. Tmo 
methods, electron microprobe analysis (EMA) and Ion nicroprobe analysis (IMA), 
have been employed for elemental analysis. Both methods direct beams of high 
energy charged particles onto the surface of the tapes which induce the emis- 
sion of small Ions or x-rays from materials of the oxide surface. During these 
probes, the sample size and depth can be controlled by the focus, energy, and 
Intensity of the particle beams. 

The Ions released from the tape surface by the IMA beams are directed to 
a mass spectrometer which separates, detects, and counts the Individual atoms 
or. In some cases, small polyatomic Ions released from the t»pe surface. The 
x-rays emitted by the electron probe are characteristic of the elements In 
the sample. 

Of the two methods, the EMA Is considered more repeatable and quantitative 
than the IMA, but the IMA is more sensitive and can detect all elements while 
the EMA is restricted to measurement of elements with atonic weights between 
5 and 20 at trace levels by wavelength analysis. EMA can identify heavier 
elements only as major constituents (>10%). 

The EMA wavelength dispersion analysis intensity measurements are based 
on several standards such as SlOg for silicon. Teflon for flourine, sodlian 
chloride for chlorine, metallic iron for iron, and metallic cobalt for cobalt. 
Since the matrices of the tape samples and the standards are very different, 
the precision of the EMA measurements is not better than 30% relative. 
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Although IHA counts Individual atoms or Ions* matrix effects are even more 
pronounced on the generation of Ions during IMA. Quantitative results from 
IMA obtained by computer analysis of the data employed relative sensitivity 
factors which give even poorer precision than EMA, not better than ±50X 
under the best of conditions. It Is felt that higher precision for a sur- 
face analysis Is virtually Impossible. 

2.6.1 Procedure 

Virgin tape samples obtained for each tape type were placed In polyethy- 
lene bags to prevent chemical contamination and were submitted for analysis 

0 

of the outer 2 microinch (500 A) surface layer of the oxide binder coating. 
Each tape type was mounted on an aluminum substrate with conductive alinnlnum 
paint for analysis. 

Electron excited X-ray analysis was conducted with an electron micro- 
probe employing a 6 KV accelerating voltage, a 15 nA sample current, and a 
3.2 mil (80 lan) beam diameter. These conditions were Intended to produce 
a 2 microinch penetration depth and essentially no damage to the sample 
surface. Intensities of silicon, flourine, oxygen and carbon were measured 
during this analysis. 

Ion microprobe analysis was conducted with an oxygen Ion beam acceler- 
ated to 20 KV with a 1 nA beam current and a 100 \m beam diameter. These 
conditions were Intended to sputter away the oxide binder system surface to 
a 2 microinch depth. Secondary Ions generated by the sputtering were ana- 
lyzed In a mass spectronteter. Mass spectra of positive and negative Ions 
were obtained for each sample. Chlorine and cyanide Intensities were 
measured from the negative Ion spectra. Iron and cobalt Intensities were 
measured from the positive Ion spectra. 
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2.6.2 Results 


Electron microprobe results for the light elements oxygen, silicon, 
flourine and carbon were obtained from wavelength dispersion analysis of 
the emitted X-rays. Relative Intensities of these elements corresponding 
to the proportion of atoms In the san^le volume are listed In Table 2.6.1. 
The Intensities were evaluated with results of other analyses to obtain 
the estimated weight percentages In Table 2.6.2 for silicon and flourine. 

The high Intensities of carbon and oxygen Indicated In Table 2.6.1 support 
the expectation that those elements make up the bulk of the oxide binder 
systmn polymers In each of the tapes. 

Figures 2.6.1 through 2.6.5 are mass spectra of negative Ions genera- 
ted during the Ion microprobe of each tape oxide surface. Figures 2.6.6 
through 2.6.10 are mass spectra of positive Ions generated during the Ion 
microprobe of each tape oxide surface. The vertical counts scale Is log- 
arltNnlc, so peaks that extend Into the upper third of the spectra represent 
major constituents (>10%) of the detected elements and Ions, while peaks 
that do not rise above the lower third of the spectra are constituents 
generated 100 to 1000 times less frequently than the major constituents. 

Due to matrix effects, the height of a peak 1s not necessarily proportional 
to the amount of an element on the sample surface. Table 2.6.3 lists some 
of the likely elements or Ionic species associated with the peaks of the 
mass spectra. This table Identifies the position of a peak on the hori- 
zontal axis of the mass spectra, which has units of atomic mass per unit 
charge of the electron (M/E). 


IIT aiSEAlCH INSTITUTE 


18 


The negative mass spectra Indicate that the ratio of detected 
chlorine atoms to flourine atmos Is about 10:1 for most of the samples. 
However , these counts were not used directly In the att^t to quantify 
the data. Instead. EMA and IMA data were computer analyzed by a program 
that employs relative sensitivity factors for the IMA counts. The re* 
suits of this analysis for chlorine and cyanide are shown on Table 2.6.1. 

A similar analysis was employed for Iron and cobalt, and the results were 
cond>1ned with Table 2.6.1 to generate Table 2.6.2, which Indicates the 
approximate weight percentages of selected elements on the tape $aaq>1e 
oxide surfaces. These elements were considered due to their possible 
applications In lubricants (SI, F), cross linking agents (Cl) and oxide 
(Fe, Co). The balance of each tape surface Is composed of carbon, oxy- 
gen, nitrogen and hydrogen which are presumed major constituents of the 
binder polymers, and elenents such as sodlimi, magnesium, aiianlnum, sulfur, 
potassium, calclian and tltanlian which appear to be present at trace levels. 
The trace elenents are listed In Table 2.6.3. The generation of cyanide 
Ions during IMA Is associated with popular urethane polymers. 
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Figure 2.6*2: IMA negative ion spectrum 

of Ampex 721 oxide surface 
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Figure 2.6.7: iflA positive ion spectrum 

of Anpex 721 oxide surface 
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inure Z.6.9: IMA positive in spectrum 

of Fuji Beridox oxide surface 
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Table 2.6.3; Identification of 
Peaks on Ion P.lcroprobe Hass Spectra 


Heaatlve Spectra 

Positive Spectra 


Elenent or Ion 

M/E 

Element or Ion 

1 

Hydrogen 

1 

Hydrogen 

12 

Carbon 

12 

Carbon 

13 

CH 

13 

CH 

14 

Nitrogen 

14 

Nitrogen 

16 

Oxyoen 

23 

Soditan 

17 

OH 

24 

Magnesium 

19 

Flourine 

27 

Alianinum 

25 

CgH 

28 

Silicon 

26 

CN 

39 

Potassium 

32 

Sulfur 

40 

Calclin 

35 

Chlorine 

48 

Tl 

37 

Chlorine 

54 

Iron 

45 

Si OH 

56 

Iron 



59 

Cobalt 
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2.6.3 Conclusions 


The question of IMA repeatability way hinder Its usefulness for tape 
type Identification. However, IMA shows the presence of trace elements 
and measures the levels of major constituents with a degree of precision 
that may suffice to detect gross variations In fonwlatlon or production 
of tape oxide binder systems. IMA would be useful for analyzing small 
contaminant Inclusions on a tape surface. Bulk analysis of oxide binder 
systems should be considered If more quantifiable and repeatable data are 
desired. 

Silicon and flourine levels measured In the tapes do not correlate 
well with lubricant content test results and do not provide clear cut 
evidence of single lubricants based on one of those elenents In any of 
the tape types. 

Chlorine levels measured In the tapes may be correlated with abra- 
sion resistance test results and suggest that the high abrasion resistance 
of Ampex 466 and 3M 5198, and the moderately high abrasion resistance of 
Fuji Berldox may result from vinyl chloride cross linking agents of the 
binder polymers. Ampex 721 and Ampex 797 have low and very low abrasion 
resistances respectively and also have much lower chlorine levels than the 
three abrasion resistant types. 

The cobalt level on the Ampex 797 oxide surface Is very low a^^ expected. 
Although cobalt was detected In the other four types, the level for ^ 5198 
reported In Table 2.6.2 Is imjch higher than the levels reported for the 
other cobalt types. However, the Iron: cobalt counts ratios Indicated In 
Figures 2.6.6 through 2.6.10 suggest a much smaller variation In cobalt 
levels If each tape Is assumed to have the same Iron level as suggested by 
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Table 2.6.2. It appears likely that unspecified differences In test 
condltlcms between INA spectra and quantitative analysis data collec- 
tion occurred. The cobalt variation suggested by the table could also 
be caused by different depths of cobalt adsorption leading to matrix 
effects rather than vastly different weight percentages of cobalt In 
the tape types. 
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2 . 7 Coefficltnt of Friction 


This test measures the coefficient of friction between the tape 
oxide binder system and the tape head. The symbol represents the 
coefficient for the static case when there Is no relative motion 
between the tape and the head, while represents the dynamic case 
when the tape moves across the head. The coefficients are dimension 
less ratios which Increase as the friction between the tape and the 
head Increases. Low values of v are desireable for overall perfor- 
mance, and critical stick slip speed generally Increases as the dif- 
ference between and decreases. 

The standard equation for "belt friction" Is: 



where p Is the coefficient of friction, sis the total wrap angle In radians, 
Ti Is the take up tension, and T 2 Is the supply tension. For small 
total wrap angles and equilibrium conditlors, the friction force F 
of the tape across the head Is approximately tl« difference betwMn 
the take up and supply tensions: 


Fj - T, - Tj 
or 

T 2 • Ti - F (2.7.1) 


Thertfore: M - 4" (-^-f) (2.7.2) 

When the tape changes direction, there Is no relative motion or 
acceleration between the tape and the head for a brief Instant, and a 
peak static friction force F^ occurs Just before the tape begins to slip 
across the head. Once fornwrd tape motion across the head begins, the 
dynamic friction force F^ occurs between 
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the tape and the head. Although the tape accelerates with res^^ct to 
the head after slippage begins, very little force Is required to acce- 
lerate the low mass of the tape, and the test conditions iray be assumed 
to have a nominal effect on the force tension re1at1(w of equation 
2.7.1, which assumes equlllbrlimi cmditions. 

2.7.1 Procedure 

A Video Research Corporation Model 9209 Tape Tester with a recorder 
head mounted on a strain gauge and a Mlnnetech Labs Model MTU 106 Tension 
Meter were env>1oyed for the current test series. The head position 
was adjusted for a 15° total wrap angle, and the tape tester tension 
control was adjusted for a tape tension near 8 ounces. The tape tester 
speed control was set as low as possible to allow acceptable and re- 
peatable operation of the tester while minimizing tape acceleration 
with respect to the head. The speed and tension controls were not re- 
adjusted during the test series. 

i 

The strain gauge measures the frictional drag force F associated 
with the tape moveirent across the head, while the tension meter measures 
the take up tension Ti in the tape following reverse to forward changes 
of tape motion . The transducers were calibrated under static con- 
ditions by orienting the tester so that weights could be hung from the 
free end of a tape secured across the face of the head and threaded 
through the tension sensor. The drag force strain gauge amplifier gain 
was adjusted for a 10 gram/division deflection on a Tektronix Model 
7623A storage oscilloscope with a Model 7A18 Dual Trace Amplifier set 
at 50 mv/div, and the 4 gram/div scale was obtained by changing the 
calibrated sensitivity control 20 mV/di v. The second oscilloscope 
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channel was connected to the tension meter output, and the oscilloscope 
sensitivity vias adjusted for a 50 gram/div deflection. The channels 
were rezeroed after reorienting the tape tester In Its normal operating 
position, and the zero levels were checked frequently to reduce errors 
In the absolute value of force and tension which would result frcmi zero 
level drift. 

Samples of virgin 1/2 Inch tape maintained at 70°F and 30% RH prior 
to and during testing were placed on the tester, the frictional forces 
were monitored while reversing the tester direction, and five oscillo- 
scope traces of each tape type with reverse to forward direction changes 
were stored and photographed. A new section of tape was positioned near 
the head for each photograph In order to maintain the virgin condition 
of the tape. The tape head was cleaned with ethanol and cotton swabs 
between each change of tape types. 

Static and dynamic friction forces along with simultaneous take up 
tensions \tere calculated from measuretients of the photographs, and the 
coefficients of friction were calculated from equation 2.7.2. Mean 
values and standard deviations were obtained for each coefficient and 
each tape type from the photographic data of each tape type. 

2.7.2 Results 

Figures ? 7.1 through 2.7.4 are photographic records of friction 
test results. The horizontal scale on each photograph represents 9.1 
second/division. Each photograph has two traces which represent the 
take up tension and the head friction force during a forward to reverse 
change of the tape motion across the head. Since coefficients of 
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Figure 2.7.1: Friction force and take up tension fur Ampex 721. 

Horizontal: 0.1 s/div 

Vertical: -40 g to 49 g friction force (wide trace) 

0 q to 400 g take up tension 




Figure 2.7.2: Friction force and take up tension for Amoex 797. 

Horizontal: 0.1 s/div 

Vertical: -16 q to 16 n friction force (wide trace) 

0 to 400 q take up tension 






Figure 2.7 


[ 


Figure 2.7 



3: Friction force anc! tak.- up tension for Fuji Beridox. 

Horizontal : 0.1 s/ Jiv 

Vertical: -4w;i to 40g friction force (wide trace) 

0 j 400g take up tension 



4: Friction force and take up tension for 3M 5198. 

Horizontal: 0.1 s/div 

Vertical: -15g to 16g friction force (wide trace) 

0 to 400q take up tension 
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friction are a function of the ratio of two forces and the equlfnnent 
was calibrated with gran weights, the vertical scales are expressed 
In units of gr«ns/d1 vision (one gram ■ 0.035 ounce). The vertical 
center of each photograph corresponds to a drag force of zero, and 
the lower edge of each photograph four divisions below the center 
corresponds to a take up tension of zero. The tension scale is 50 
grams/division on each photograph. The drag force scale Is 10 grans/ 
division on the Arpex 721 and Fuji Berldox photographs, and 4 grans/ 
division on the Ar?^)ex 797 and 3M5198 photographs. 

The drag force of the tape against the head makes a sharp tran- 
sition from a negative value to a positive value at the Instant of 
the tape direction change. The peak drag force Immediately after 
this direction change Is caused by the static force when the tape Is 
not moving with respect to the head. Negative peaks just before the 
direction change on the Ampex 721 and Fuji Berldox photographs are 
probably caused by stick slip as the tape notion across the head slows 
to less than the critical stick slip speed. Two "sawteeth" which 
would be expected for two stick slip cycles are apparent on the Fuji 
Berldox photograph (Figure 2.7.3) and one Ampex 721 photograph before 
the direction change. The absence of discernable stick slip before 
the direction change on the Ampex 797 and 3M 5198 photographs Is pro- 
bably due to the low relative difference between y and of these 

8 G 

tape types which Is likely to reduce the critical stick slip speed. 

Low frequency friction force oscillations which follow the 
direction change and the reinitiation of tape slipping do not have 
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the characteristic sawtooth shape expected for stick slip, but they 
do follow oscillations In take up tension and appear to be caused 
by tension Instability following the change of tape tester motor 
rotation. Alternatively, stick slip and the transducers could Inter- 
act to dampen the stick slip waveform and give the appearance of 
tension oscillations on the photographs, but this Is not Indicated 
by the much greater amplitude of the tension oscillations as compared 
to the friction force oscillations. 

The take up tensions, represented by the nearly horizontal trace 
on each photograph, are very stable or decrease slowly before the 
direction changes. Increase by about 20 grams at the instant of the 
direction changes, and exhibit the low frequency damped oscillations 
associated with the friction force oscillations mentioned above 
following the direction changes. The tension increase at the Instant 
of the direction changes and the following damped oscillations may 
be caused by the tape tester motors and drive electronics or elasti 
properties of the tape. 

Standard deviations of \% to of the take up tension were cal- 
culated from tension measurements at the Instant of the direction 
changes and 0,1 second after the direction changes which would cause 
errors of similar magnitude i f tension were assumed constant for each 
measurement. The mean values of tension at the Instantaneous points 
employed for tension measurements did not vary significantly from one 
tape type to another. 

The width of the drag force traces Is caused by transport vlb- 
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rations Mhich cannot be filtered electronically without affecting the 
static peaks. Increases In drag force trace width Imedlately after 
the direction change are caused by "ringing" of the head and Its mount 
In response to the step faction In^sed by the tape direction changes. 
Trace width Increases about 0.3s and 0.5s after the direction chan^ 
result when transport vibration frequencies match the natural vibra- 
tion frequency of the head mount. All photographic measurements were 
taken at the centers of the traces In order to reduce errors due to 
vibrational and ringing effects. 

Static friction measurements were taken at the Instant of peak 
positive friction force Immediately after the direction change re- 
presented by the vertical portion of the friction force traces. The 
calculated mean values and standard deviations of the static coeffi- 
cient of friction are presented In the first column of Table 2.7.1. 
Initially, the time 0.1 sec. after the direction change was selected 
for measurements of dynamic friction force. This point corresponds 
to a positive slope and Intermediate amplitude level of the damped 
oscillations following the direction changes of each tape type. The 
mean values and standard deviations resulting from the 0.1 sec. 
dynamic coefficient of friction calculations are presented In the 
second column of Table 2.7.1. Analysis of the possibility of stick 
slip phenomena or Interaction between the transducers and elastic 
properties of the tape suggested the possibility of erroneous dyna- 
mic data at the 0.1 sec, time. Therefore, dynamic coefficients of 
friction were recalculated from the available photographic data at 
times 0.5 seconds after the direction change when the oscillations 
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Table 2.7.1; Coefficient of Friction 
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3M 5198 0.185 0.015 0.174 0.014 0.167 

(41752 090 10 42) 







have been well dampened. Two Ampex 721 and 797 photographs, three 
Fuji Berictox photographs, and four 3M 5198 photographs had data at 
0.5 sec. The mean vali^s and standard deviations of p. calculated 

Q 

from t^ 0.5 second data are presented In the third column of Table 
2.7.1. The 0.5 sec. values are Imver and seem to be more repeatable 
than the 0.1 second data. 

One additional feature was noted during analysis of the force* 
tension photographs. The magn1tu(te of the friction force before the 
direction change Is consistently greater than or equal to the magni- 
tude of the force after the direction change. The tension Increase 
during the direction change would be expected to produce the opposite 
effect. A one or two gram change In the zero level was detected and 
corrected between some of the measurements, but the procedure pre- 
vented zero drift of the force Instrumentation as a source of this 
consistent effect. The photographs and v calculations suggested tliac 
this zero drift was a major source of error for Individual calculations 
of y, but that the sample size was great enough to eliminate signi- 
ficant error from all tape types except 3M 5198 where the data 
obtained from one photograph may have reduced the mean values by 
about 3% (0.005 units). 

2.7.3 Conclusions 

The Ampex 797 and 3M 5198 oxide surfaces exhibit low coefficients 
of friction and small differences between the static and dynamic co- 
efficients. The friction properties of An^x 721 and Fuji Berldox 
samples rank third and fourth respectively, and those tape types have 

much greater differences between y and y. than the low friction tape 

8 a 
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types. No likely correlations were noted betv^en the coefficients of 
friction and the results of other physical property tests such as lub- 
ricant content, abrasion resistance, and abrasivlty. Scanning electron 
nicrographs suggest that the friction properties of Ampex 797 could 
result from a high (tegree of oxide particle orientation In the longi- 
tudinal direction, while the ^ 5198 frictional properties could 
result frwn a smooth oxide surface. The smooth surface of Fuji Serldox 
did not result In low coefficients of friction. 

The test method has several potential sources of error, and It 
Is difficult to assess the absolute accuracy of the method. A low 
degree of absolute accuracy Is typical of friction measurements In 
general, and many operating conditions Including temperature, relative 
humidity, tape speed, tape tension, and tape wear can affect frictional 
properties of oxide surfaces against recorder heads. However, the 
repeatability of the results from the current test series Indicates 
that the current procedure Including careful control of operating con- 
ditions and photograph measurements Is adequate for ranking the virgin 
performance of the subject tapes at typical laboratory environmental 
conditions. Facilities are available for additional n«asurements with 
tape wear ar.d envlrownental variations. Tests with higher tape ten- 
sion are also possible. 

Comparison of the current results with results In the March. 1982 
progress report shows wide variations In coefficients of friction and no 
correlation between tape type and frictional properties. These differences 
are probably related to the lack of adequate measurements and control over 

IIT leSIAICH INSTITUTE 


45 


tape tension and width suggested In previous reports which gave Impetus 
for the tension measurements and more careful control of test conditions 
employed In the current test series. For this reason previous results 
were not Included In this report, and Ampex 466 which has not been ob- 
tained In the 1/2 Inch width was not Included In the current test series. 
The differences between the previous results for a 1/2 Inch An^x 721 
tape at about 9.5 ounces of tension are within 15X of the current results 
at 8.5 ounces of tension, and the current procedure refinements are ex- 
pected to Increase test repeatability to an acceptable level. The dif- 
ferences between the previous results with 1/4 Inch tape and higher 
tension/tape width ratios demonstrates the need to control test condi- 
tions carefully. 
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2.8 Abraslvltv 

Oxide surface abrasivlty or the rates of head wear produced by 
different tape types can be affected by many variables of the heads, 
the transport, the tape surface, and the environment. Some abrasion 
Is desireable to prevent buildup of varnish on the surface of the head, 
but txcessive head wear would be disastrous to a satellite recorder. 
Considerable controversy exists In the field of abrasivlty testing. 
Although several test methods have been developed, little has been 
done to correlate results of various methods with actual rates of head 
wear or varnish buildup. 

The alfesll bar test was selected for tape abrasivlty measurements 
because the method Is sinqjle. Is In wide spread use, and offers a rela* 
tively high degree of precision. The test Is also under consideration 
as cn /^rlcan National Standard and Is the subject of active research. 
Current studies by several laboratories to assess repeatability and 
correlation between results and actual head wear will be monitored and 
reviewed prior to further testing recommended below. 

The most obvious factor which would affect the test results ^s the 
force uf th« tape against the alfesll bar, which In turn Is related to 
the tape tension at the bar. Tape tension Is usually measured at the 
take up reel, but the friction of the tape (usually the back coating) 
or transport bearings as the tape passes over guides, rollers and cap* 
Stans along with the force of a vacuimi colimm against the tape can change 
the tape tension between the take up reel and the location uf the abra- 
sivlty test bar. Bearing friction and vacuum colunm force may produce 
relatively constant tension changes for different tape types, but pre- 
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Ilndnary measurements of tension at the abrasivlty test fixtu. e with 
three different 1/2 Inch tape types and 7.5 ounce take up tension re- 
sulted In tension at the test bar from 5.5 ounces to 6.5 ounces, which 
suggests that tape friction and transport configuration are Is^rtant 
variables In this test. 

On the alfesll test bar, the width of the worn surface Is approxi- 
mately twice the depth of the vK)m surface, so the contact area between 
the tape and the test bar Increases with the wear depth, In contrast to 
an actual head where the contact surface would not change as imtch as the 
wear depth Increases. Assuming the pressure of the tape against the worn 
surface of the test bar decreases In Inverse proportion to the area of 
the worn surface, the rate of wear probably decreases as the war d«?^ 
and the area of the worn surface increase. If the wear rate Is directly 
proportional to the area of the worn surface, the amount of wear will be 
proportional to the square of the i^ar width that Is measured In this test. 
This relationship could be tested with different lengths of a single tape 
type. 


If tape tension and width are varied In direct proportion, the pres- 
sure (force/unit area) of the tape against the alfesll test bar should be 
constant at any given wear width. If the wear rate Is assumed proportional 
to the wear width and the pressure for a given tape, this relationship and 
the constant tension per unit tape width specified In the procedure permits 
comparison of test results with different tape widths. However, a test 
series with a constant width for all tape types Is recommended If results 
of current research Indicate that the test results are a valid Indicator of 
head wear. 
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2.8.1 Procedure 

Tnis currently reported test series was conducted with multiple 
samples on each available 1/4 Inch wide tape type and a single 1 Inch 
wide Ampex 466 sample at ambient temperatures of 75 ±5” and relative 
humidities of 14X to 21X. Samples were obtained from different tape 
reels. The following procedure was employed for each tape type, and 
the means and standard deviations derived from wear width measurements 
were calculated for each type. 

Wind 1700 feet of virgin tape onto a supply reel. Mount a clean 
alfesll test bar with an unworn edge on the test fixture. Install the 
test fixture on the tape transport. The test fixture provides a 16* 
total wrap angU with 8* of wrap on each side of the bar. Set the trans- 
port tape speed to 3-3/4 Ips and the tape tension to 16 ounces/inch of 
tape width. Run the test tape end-to-end for one pass only. Define the 
reference end of the wear pattern as the end toward lower track nuu4>ers 
of a tape recorder head. For recorders with supply reels that turn 
counterclockwise for the forward tape direction, the reference end of 
the wear pattern Is the end closest to the tape recorder. Remove the 
test bar ^.nd mount on a microscope with a calibrated scale and 400 x 
optics. Measure the width of the wear at three points by sharply focus- 
ing the edges of the wear pattern, observing the width against the micro- 
scope scale, and imiltiplying the divisions by the microscope scale 
calibration factor. The measurement points are one-fourth, one-half, and 
three-fourths of the distance from the reference end to the opposite end 
of the wear pattern. During microscopic observation, unusual wear patterns 
such as scalloping of the work surface or flaking of the worn bar edge 
should be noted and recorded. Figure 2.8.1 Illustrates a typical wear 
pattern and the points of wear width measurements. 
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Fig. 2.8.1: Alfesil bar following abrasivity test 
illustratinq three locations for measuring wear 
width (horizontal arrows). Arount of v«ar has 
been areatly exaggerated for clarity. 




2.8.2 Results 


The first colynm of Table 2.8 lists the results of the test series 
conducted at the enviromtental conditions specified above and with stand- 
ardized tape tension/unit width. The results were obtained from a single 
1 Inch sample of Ampex 466, two samples each of Ampex 721 and 797, and 
three samples of 3M 5198 

2.8.3 Conclusions 

The current test results suggest that abrasivlty Increases with 
abrasion resistance and binder strength results In Table 2. No other 
likely correlations were obvious from the data obtained up to this point. 

If we assume that abrasivlty or wear rate is proportional to the 
square of the wear width, the normalized results of Table 2.2 are mis- 
leading. Ampex 721 and 3M 5198 would be 5 to 8 times rm)re abrasive than 
Ampex 466 and 797 rather than 2 or 3 times more abrasive as suggested by 
the tabulated results. This relation could be checked by testing with 
different sample lengths of the same tape type. 

2.9 Scanning Electron Microscopy 

The appearance of a magnetic tape oxide surface on a scanning electron 
micrograph (SEM) may provide evidence regarding oxide particle size, dis- 
tribution and orientation, surface roughness, and the presence of dirt or 
debris. The appearance can then be correlated with other surface properties 
such as abrasivlty and coefficient of friction. The surface appearance may 
also Indicate features responsible for bulk performance properties Including 
abrasion resistance, orientation ratio of the particles, and surface DC noise. 
Production variations that affect tape performance may be analyzed by com- 
'parlng SEM's from different tape lots. 
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Tape Manufacturer 
and Type (Lots) 


Ampex 466 
(5166041921) 


Ampex 721 
(11Q24182) 
(11Q024171) 


Ampex 797 

(76142, 1644B5221-4. 
Lot A-1) (76142, 
164485222-23, 

Lot A-1) 


Fuji Beridox 
(PFD 018) 


3M 5198 

(41575-1-01-58) 

(41575-1-01-15) 

(41575-1-01-16) 











2.9.1 Procedure 


Scanning electron micrographs of oxide surfaces have been obtained 
from virgin samples of each tape. Each sample was micrographed at ap- 
proximately 24CK) X and 12000 x with viewing angles perpendicular to the 
tape surface and 45^ from the long axis of the tape. The long dln^nslon 
of each SEM photograph corresponds to the transverse direction across the 
tape, and the short dimension of the photographs correspond to the long 
axis of the tape. 

Each view was selected to represent a typical portion of tape surface. 
The procedure did not include a search for defects or surface variations 
over large areas or between tape lots. 

2.9.2 Results 

The following ten pages are the SEM's of oxide surfaces for each tape 
type. The viewing angles indicated on these photographs are between the 
line-of-sight and a line perpendicular to the tape surface. 

The micrographs indicate that 3M 5198 has the smallest and most 
closely packed particles. Tne Ampex and Fuji tapes have roughly equiva- 
lent particle sizes. Ampex 466 and 721, and Fuji Berisox have moderately 
close par‘':icle packing while Ampex 797 has loose packing. The high orien- 
tation of Ampex 797 particles can be seen by COTiparing 0 degree 12000X 
views. The mottled appearance of the Fuji Beridox 0 degree 2400X view is 
due to uneven particle distribution which does not show clearly in the 
limited field of view of the 12000X image. The 45 degree 2400X Ampex 797 
SEM shows a large scale surface roughness which is not apparent on any of 
the other tape types. 
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Finurs 2.9.1c; Anpex 465 Oxide Surface, 45 Degrees, 2250x 









Figure 2.9.2a: .'l-npcx 721 Oxide Surface, 0 Degrees, 24C0x 
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Figure 2.9.2c: .^'^pex 721 Oxide Surface, 45 Oegrees, 2300x 



Figure 2. 9. 2d: 4npex 721 Oxide Surface, 45 Degrees, ilOOOx 
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Anpe.v 797 Oxide Surface, 45 Deprees, 12000x 
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t^iqure 2.9.5a; 3M 5198 Oxide Surface, 0 Degrees, 2400x 
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3ri 5198 Oxide Surface 


Figure 2.9.5d: 3M 5198 Oxide Surfac 
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2.10 Oxide Surface Cleanliness 


Dobris on a tape oxide surface can lift the tape away from ti . head 
and may constitute a major source of crop-outs. The following test com- 
pared two of the subject tape types, Ampex 721 and 3M 5198, In an attempt 
to correlate the cleanliness of their oxide surfaces with the higher 
drop-out rate associated with Ampex 721 (Section 4.4). 

2.10.1 Procedure 

Virgin 3950 ft x 1/4 inch samples of Ampex 721 (lot 11Q024182) and 
3M 5198 (lot 41575-1-01-26) were mounted on the transport of a Kybe Corp 
Itodel CT-100 Tape Tester. The tester was modified by replacing conven- 
tional tape guides with crowned guide rollers, eliminating the oxide 
surface scraper blade, and stopping the cleaning tissue drive mechanism 
so that the entire length of the test tape would contact the same spot 
on the cleaning tissue during a given test run. After each forward end 

to end pass of the tape samples, the tissue cartridges were removed, the 
tissues were advanced a few Inches and marked to Indicate the run number, 
the tapes were rewound, and the tissue cartridges were reinstalled for the 
next run. The amount of debris on the tissues were observed subjectively 
and tissues from the different tape types were compared. 

2.10.2 Results 

The white cleaning tissues contrast well with loose oxide, but any 
light colored debris present on the oxide surfaces was not likely to be 
identified during the test. 

Four test runs were conducted on the Ampex 721 sample. Two test 
runs were conducted on the 3M 5198 sample before testing was halted due 
to the guidance problem described below that may have affected the re- 
sults of the second run. 

NT RESeARCH INSTITUTE 


64 


The heaviest acaanulatlon of debris occured where the edges of the 
tapes pass across the cleaning tissue. Debris accumulation at the 
edges after the first Aiif)ex 721 run was heavy enough that scmie loose 
particles fell off the tissue and were lost. Debris accumulation at the 
edges after the first ^ 5198 run was estimated at less than 1/10 of 
the amount from the first Ampex 721 run. Subsequent An^x 721 runs also 
produced heavy edge debris but no loose accwnulatlons, and the amount 
of debris produced during each run appeared to stab11l2e following the 
Initial run. In contrast, the 3M 5198 sample produced more edge debris 
on the second run than on the first run. This result may be due to 
Inadequate guidance and/or a defective reel flange that caused light 
scraping of the 3M 5198 sample against the reel flange during the 
first rewind and the second test run. 

Much less debris accwmjlated away from the edges of the tape samples, 
but the effects of repeated test runs away from the tape edges were 
similar to the results at the tape edges. The Ampex 721 sample produced 
more debris than the 3M 5198 sample during the first run. The Ampex 721 
sample produced a relatively constant amount of debris during subsequent 
runs that exceeded the debris produced by 3M 5198 during its first run. 

More debris accumulated on the second 3M 5198 run, but it was associated 
with the guidance problem. 

All of the accumulated debris from both tape types was uniformly 
dark In color and was associated with loose oxide or back coating material. 
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2.10.3 Conclusions 



Virgin Ampex 721 has more loose dark surface debris than virgin 3M 
5198. Atnpex 721 may continue to produce debris following cleaning, but 
this effect cannot be compared with the ^ 5198 results. 

The test procedure could be modified to detect light colored debris 
by staining the tissue dark prior to a test run. The sample length 
employed for this test series may be excessive. Use of 1000 foot samples 
is under consideration for any future testing. 
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3. MAGNETIC PROPERTIES 


This section Includes the results from three series of M-H measurements 
on the subject tape types and parameters derived from the measurements. 

The first test series Includes measurements of longitudinal properties at 
20®C and 20% relative humidity Including measurements of four or more 
samples on three of the tape types. The second test series shows the re- 
lationship between temperature and the coercivlty and residual Induction 
of single longitudinal tape samples. Finally, the magnetic properties of 
single transverse samples and orientation ratios of the tapes are reported. 

An accurate calibration method or standard has not yet been obtained 
for the remanence (M) axis of the M-H curve plotter. Comparison of the 
current results with various manufacturer's specifications suggests that 
the reported results are only 0.7' times other manufacturer's specifications. 
Saturation Induction and residual Induction are directly dependent on the 
maximum applied field, and this effect Is under Investigation as the source 
of the M axis calibration Inaccuracy. Discrepancies in the M axis calib- 
ration will only affect the values of saturation Induction Ms and residual 
Induction which can easily be corrected In future reports when a more 
accurate calibration Is obtained. The squareness and orientation ratios, 
and the switching field distributions (SFD) can be calculated with arbitrary 
M-axIs scales and do not depend on the ah‘>olute accuracy of the calibration. 

The SFDs of data obtained for the March 1982 report were calculated 
from measurements the H axis expanded five times. During the current 
reporting period, the M-H curve plotter was modified to produce the dPVdH-H 
curve which permits direct measurement of the SFD. 
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3.1 Theory of B*H ^teasurements 

According to classical electronagnetic theory, a changing magnetic 
flux (j»- induces an electromotive force: 

B 



If the flux density B is constant over a given area A then the flux equal 
the flux density multiplied by the area: 

♦b • B-A (3.2) 

Substitution of 3.2 into 3.1 and integration shows that the flux density 
is equal to the integral of the induced EMF divided by the area: 

B*--^/£dt (3.3) 

Equation 3.3 is valid for a magnetic field in a vacuum and is a close 
approximation when weak magnetic materials such as air, glass, mylar or 
wood are present. When a ferromagnetic material is present, an external 
field aligns magnetic domains in the material, and the resultant flux 
density can be described by: 

B = uo H + J (3.4) 

wfiere uo is the permeability of free space and is equal to 1 oe^gted 
the CGS system of units, H is the applied magnetizing field, and J is the 
magnetization induced in the ferromagnetic material by the applied field 
H. Equation 3.4 is often written: 

B = yo (H + M) 

where M = J/uo. Since the magnitude of uo is unity in the CGS system, 
we can ignore dimensions and v/rite: 

B » H + M 
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For technical reasons discussed below, the flux density in the sample 
produced directly by H cannot be measured directly. Only the Induced 
magnetization M(or J) is measured. 

Figure 3.1.1 is a simplified schematic of the IITRI M-H Curve Plotter. 
The 120 volt 60 hz input power is coupled through isolation transformer 
T1 and circuit breaker CBl to the H field control variable autotransformer 
T2 and the H field range autotransf rmer T3 to produce a drive voltage 
across the excitation solenoid l »yhich produces a uniform magnetic field 
at the H and M pickup coils. The II range switch SI selects one of two 
taps on T3 and one of two resistors R1 or R2 in series with the H meter 
which are connected across the excitation solenoid to indicate the fraction 
of the selected H range produced by the solenoid. The value of a bank 
of capacitors Cl places the excitation circuit near resonance to reduce 
the input current required by the curve plotter. 

The voltage across the excitation solenoid is also applied to call- 
bration network including R 15, R 16, and the sample size precision voltage 
divider. When S3 is in the calibrate position, known in phase sinusoidal 
voltages developed by the networks are applied to the inputs of the H and 
M amplifiers to allow adjustment of the oscilloscope input sensitivities. 
The sample size voltage divider provides an M calibration voltage which 
is proportional to the sample cross sectional area so that the vertical 
sensitivity of the oscilloscope can be adjusted in inverse proportion to 
the sample area as required by the 1/A term of equation 3.3. 

The H cal and B cal variable resistors R 15 and R 16 are internal 
controls which set the output voltages of the calibration networks equal 

IIT RESEARCH INSTITUTE 


69 


Sample Area 

Voltage 

Divider 



•J 










to the output voltages of tt» Hand M Integrators. A standard sanple Is 
required for the adjustment of R 16. The peak magnetizing field Hm can 
be calculated from the solenoid geometry and current or measured by a 
calibrated magnetometer with an axial probe inserted into the sample 
holder of the curve plotter. R 15 is adjusted for equal horizontal trace 
size in the measure and calibrate modes. 

Two pickup coils H and M are located in the uniform magnetic field 
region within the solenoid. The M pickup coils encircles the sample tube 
so that the voltage Induced in M is caused by both the applied field over 
the cross sectional area of M and the induced magnetization of the sample 
over the cross sectional area of the sample. Since the M coil area is 
much greater than the sanple area, it is necessary to apply a voltage in 
series with the M coil to cancel the voltage induced by the applied field. 

To accomplish this, a sinusoidal voltage is induced in the balance pickup 
coil B located at one end of the solenoid. This voltage is applied across 
bridge R9, RIO, Rll, and C2, and the bridge output is connected in series 
with the M pickup coil. RIO controls the in-phase amplitude of the balance 
voltage while Rll sets the phase of the balance voltage equal to the voltage 
induced in M by the field. Together, these controls are adjusted with the 
sample holder empty to cancel the voltage induced in M by the field, and 
the voltage induced by the sample maqnetization is applied through switch 
S2 to the M amplifier. With switch S2 in the M position this voltage is 
integrated by R5, R6, C6, C7, and C8 before application to the amplifier. 
With S2 in the dM position the voltage is attenuated by R7 and R8 and is 
applied to the amplifier without integration. 
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The H pickup coll Is wound around the M pickup coll so that Its area 
1s so larpe with respect to a sample area that the voltage Induced 1n H 
by the san^)le magnetiiation Is Ins^nniflcant with respect to the voltage 
Induced by the field and the voltage can be Integrated by R3» R4» C3» C4, 
and C5 before application to the H amplifier. 

The M and H outputs of the M-H curve plotter are connected to the 
vertical and horizontal inputs respectively of an oscilloscope. The 
horizontal H axis sensitivity o^ the oscilloscope can be adjusted for a 
convenient H axis scale factor. In the calibrate node, the signal applied 
to the vertical axis of the oscilloscope Is equal to 0.5 gauss/oersted 
of the applied field setting, which permits the adjustment of the vertical 
M axis sensitivity for a convenient scale factor. Oscilloscope calibration 
Is detailed In Section 3.4. 

Three parameters can be measured directly from oscilloscope photo- 
graphs of magnetic hysteresis loops. The values are calculated by mul- 
tiplying photograph measurements by scale factors. The saturation 
Induction Is represented by the distance between the value of M at 
H * h' and the H axis. The residual Induction or remanence is the 
value of M at H * 0, which Is the induction 1n the sample with no applied 
field following saturation of the sample. is represented by the 
distance between the M axis intercept and the origin. The coercivlty 
He or coercive force is the value of H at M = 0, which is the applied 
field required to re .wce the remanence to zero following saturation of 
the sample. He is represented by the distance between the H axis In- 
tercept and the origin. These parameters are illujtrated in Figure 3.2. 
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3.2 Definition and Calculation of Derived Parameters 


The saturation Induction residual Induction or renanence and 
coercivlty He defined In Section 3.1 are measured directly from M-H 
curves produced by the M*H curve plotter. The squareness ratio Is defined 
as the residual Induction divided by the saturation Induction* or square* 
ness ■ Mp/Mj. When the magnetic particles are oriented during tape manu- 
facturing processes* the values of M^* M^* and depend on the orientation 
of the tape with respect to the H field applied by the M-H curve plotter. 
The orientation ratio O.R. Is defined as the lor'^ltudlnal remanence divided 
by the transverse remanence of a given tape* or O.R. ■ Squareness 

and orientation are dimensionless ratios which generally have higher values 
for tape with greater particle orientation (transverse san^les of tape with 
greater orientation have lower squareness values). Squareness is always 
less than 1 while orientation ratio Is equal to 1 for unoriented particles 
and greater than 1 for longitudinally oriented particles. 

The parameter symbolized by S* can be measured from a magnetic hys- 
teresis loop by constructing a line tangent to the curve at H * He (M*0)* 
measuring the horizontal distance A between the vertical axis and that 
line at the level of and dividing the resultant value by He* as In- 
dicated in Figure 3.2.1. 

The switching field distribution SFD Is defined as the width of the 
dM/dH-H curve In oersteds at the half amplitude level of the curve. The 
dM/dH curve can be produced electronically by defeating the Integration 
of the voltage Induced In the M pickup coll by the san^ile* or It can be 
plotted from slope measuren»nts of the M-H curve. Figures 3.6.1 and 3.6.6 
Include dM/dH-H curves produced electronically with arbitrary vertical 
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Figure 3.2.1: Typical M-H Hysteresis Loop Illustrating 

Definition of H,, M . . and S* = A/!1 

m c s r c 
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scales. The half amplitude level of the dM/dH-H curve 1s measured fran 
the horizontal axis and Is half the distance between the horizontal axis 
and the maximum positive or negative value on the curve. Figure 3.10 
Is a (^/dH*H curve plotted ever a range of H which shows the width of the 
curve at the half amplitude level. The curve approaches zero at Hm* so 
the half amplitude level can be calculated by dividing the maximum value 
by 2. The normalized switching field distribution Is equal to SFD divided 
by h^. 

The parameters SFD/Hc and S* are associated with the slope of the 

M-H loop at or around M«0 and are less than 1.0 for longitudinal samples. 

They are related to che number of magnetic particles which will switch 

their orientation for a change In the applied field around the value of 

H . In general, lower values of SFD/Hc and higher values of S* are 
c 

associated with shorter transition zones and higher digital output for 
ragnetlc media. However, coercivlty and residual Induction can have a 
much greater effect on tIDDR output than switchinn parameters. 

3.3 Sample Preparation 

Determine the oxide coating thickness of the tape to be tested. 

With a micrometer, measure the thickness of sixteen layers of tape ob- 
tained adjacent to the tape sample for M-H measurements. Divide this 
measurement by 16 to obtain the total thickness of one tape layer. Now 
remove the oxide coating from the mylar base. Place the thickness tape 
sample oxide up on a clean smooth surface and rub off the oxide with 
cotton swabs or Kim Wipes saturated v/lth a solvent such as methyl -ethyl - 
ketone. Remeasure the thickness of sixteen base layers with the oxide 
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coating removed, divide the measurement by sixteen, and subtract the mylar 
thickness from the total thickmss to determine the oxide coating thickness. 
Express the oxide coating thickness in mils (Imil •• 0.001 inches). The 
micrometer must be accurately zeroed and must not apply so imich pressure 
that the tape sample deforms and causes measurement errors. Micrcxneters 
with slip mechanisms produce low and repeatable measurement pressure. The 
micrcmieter measurements should be read to the nearest 0.1 mil, and a median 
value of several measurements which do not vary by more than +0.2 mil can 
be et*y)loyed for the thickness calculations. 

Determine the sample width. For longitudinal M-H measurements, tape 
widths of 250 mils, 500 mils, and 1000 mils may he assumed for 1/4 inch, 

1/2 inch and 1 inch wide samplss respectively. For transverse measurements, 
tape samples should be cut to suitable lengths with an accuracy of ^1%. 

Calculate the cross sectional area of the tape samples in square 
mils. For longitudinal measurements: 

Total area • width x thickners x numbtr of layers 
For transverse measurements: 

Total area » length x thickness. 

For either type of measurement, the sample size must be large enough to 
provide an adequate signal-to-roise ratio, but it mur.t be small enough 
to fit within and allow ventilation of a sample tube, and to prevent 

saturation of the M-H curve plotter amplifiers by large induced voltages. 

2 2 

Total areas between 400 mil and 2000 mil are suitable for electronic 
considerations, but areas toward the low end of that range are suggested 
for sample holder considerations. For oxide dimensions of 250 mils x 
0.2 mils, ten layers will fit within the glass tube sample holders re- 
commended below. 
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The sample holder of the IITRI M-H curve plotter accepts sample tubes 
up to 5/16 Inch 1n diameter. Standard 7ran glass tubing may be cut to 16 
Inch lengths. Fire polishing of the cut ends should be minimized to pre- 
vent narrowing of the ends which may Interfere with semple Insertion Into 
the tubing. 

Insert a minimum sample length of six inches Into the san^le holder. 
This minimum allows for excess tape and positioning variability within 
the se'-pls holder of the M-H curve plotter. 

For longitudinal measurements, the number of tapes employed In the 
total area calculation should be cut to lengths greater than six Inches 
and aligned. End allonment can be achieved by trimming. Then the 
aligned tapes can be folded longitudinally and Inserted Into a sample 
tube. Make the final fold while Inserting the sample. A sharp crease 
Is not required tor the final fold. Tf« sample must not be twisted or 
kinked within the sample tube. If a twist or kink develops. It can 
often be removed by withdrawing the sample slightly. After at least 
six inches of sarnie have been Inserted, any tape extending from the 
end of the sample tube can be trimmed. The ends of the sample tube 
should remain unrestricted. 

For transverse measurements, tape should be cut to the length 
employed In the total area calculation. A minimum of six, twelve, or 
twenty-four accurately cut lengths are required for 1 Inch, 1/2 Inch, 
and 1/4 Irch tapes respectively to Insure adequate sample length. 

Each cut length imist be rolled and/or folded transversly and Inserted 
sequentially into the sample tube. The first cut and rolled tape 
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section should be pushed six Inches into the sample tube with a riqid 
instrument, and each subsequent section should be pushed into the sample 
tube so that it just touches the preceedino section. With the nwnber of 
lengths recommended above, the total sample length should be within 1% 
of six inches. A longer sample length Indicates gaps between tape sec- 
tions while a shorter sample length indicates deformation of the tape 
edges produced by pushing the sections too hard against each other. 

A sample code and cross-sectional area should be marked on pressure 
sensitive paper applied to the empty end of the samole tube. 

3.4 M-H Curve Plotter Operation and Curve ^teasurements 

An oscilloscope with x-y display capabilities, continuously variable 
sensitivity controls, DC coupled inputs, and a canwra is required. A 
horizontal sensitivity between 0.2 volts/cm and 0.5 volts/cm is required. 
A 500 nil sample size requires a vertical sensitivity around 20 mV/cm. 

A wide bandwidth is net required due to the low excitation frequency. 

The 509 KHz bandwidth and control features of a Tektronix Type 503 
oscilloscope are suitable. 

Connect the M cutou^- ni the curve plotter to the vertical or Y 
input of the oscilloscope. Connect the H output of the curve plotter 
to the horizontal input of the oscilloscope. 

Make sure that the field (H^) control is fully counterclockwise, 
and select the field range before applying power to the curve plotter. 

The 2000 oersted range is suitable for high coercivity samples such as 
cobalt doped y- ^ 620 ^ tape. Warning ; the field solenoid is not de- 
signed for continuous operation at high field strengths. Do net 
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operate the solenoid at 2000 oersteds for tnore than one minute at a time 
or at a duty cycle Greater than 10%. The phase and quadrature adjustments 
must be repeated as the solenoid heats the pickup coils. 

Turn on the blower, the amplifiers, the field circuit breaker, and 
the oscilloscope. Allow at least ten minutes warm up. Leave the field 
control fully counterclockwise except during short periods when the field 
is required for calibration or measurements. Do not switch the field 
range selector or the field circuit breaker unless the field control is 
turned fully counterclockwise. This procedure will prevent the induction 
of high voltage transients due ^:o sudden interruywion of the field current. 

Set the M-dM switch to the M position. Set the H gain switch to the 
Hxl position. Remove any sample present in the sample holder. Set the 
mode switch to the "measure" position and adjust the field control for 
full scale deflection of the "H" meter. Adjust the in phase balance and 
quadrature balance controls for a horizontal trace on the oscilloscope. 

The in phase control affects the tilt of the trace and the quadrature 
control prevents the elliptical loop appearance of the trace. Note that 
these controls can be adjusted more accurately by increasing the vertical 
sensitivity of the oscilloscope. They do not afreet the trace when the 
plotter is in the "calibrate" mode, but their setting should be checked 
whenever operation of the field solenoid is likely to change the temperature 
of the pickup coils. The blower directs air over the pickup coils to 
minimize these temperature changes. 

Set the calibration voltage divider to O.OOOl/mll*’ of the sample 

cross-sectional area. With the field control counterclockwise (H-0) 

and the M-H curve plotter 1,. the “calibrate" mode, center the trace on 
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the oscilloscope with the vertical and horizontal position controls. 
Adjust the field control for full scale deflection on the "H" meter. 

At this point, a diagonal trace will appear on the oscilloscope. The 
signal amplitude applied to the horizontal H input of the oscilloscope 
represents twice the applied peak field, and the signal amplitude 
applied to the vertical B input of the oscilloscope represents 0.5 
gauss/oersted of applied field. For example, if Hm is 2000 oersteds 
(4000 06 peak-to-peak), the M signal represents 1000 gauss (2000 gauss 
peak-to-peak). Adjust the oscilloscope vertical and horizontal sen- 
sitivity controls for convenient trace wid^*’ ind height. To calculate 
the scale factors, divide the peak-to-peak H and M values by the width 
and height of the diagonal trace respectively. For example, if the 
oscilloscope sensitivities are adjusted for a diagonal six divisions 
high by eight divisions wide and Hm = 2000 oersteds, the scale factors 
will be 4000 oersteds i 8 divisions = 500 oe/div and 2000 gauss * 6 
divisions = 333 gauss/division. The oscilloscope calibration must be 

repeated each time the sample cross-sectional area is changed. 

» 

VJith the field control fully counterclockwise and the sample 
holder empty, set the M-H curve plotter to the “measure'' position. 

Center the oscilloscope trace and adjust the field control for full 
scale deflection of the "H" meter. Check the phase and quadrature 
adjustment. Insert the sample tube in the sample holder and insure 
adequate sample length and uniformity by observing the hysteresis 
loop on the oscilloscope while positioning the sample. The trace 
should remain stable for a variation of at least one inch in sanrole 
position, and the sample should be placed near the center of the position 
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range which produces a stable trace. Photograph the M-H hysteresis loop. 
If SFD measurements are required* set the H gain control to the H x 5 
position, center one of the M axis intercepts, and photograph the expanded 
portion of the curve to enable accurate slope calculations, or set the 
M-dM switch to the dM position, adjust the vertical gain and position 
controls of the oscilloscope for a convenient (f1/dH-H curve amplitude, 
and photograph the curve. 

When measuring He and on the photographs, measure the intercept 
to intercept distarices, multiply by the scale factor, and divide by 2. 

This reduces pa: 2 llax error. can also be measured "peak to peak" and 
divided by two. When measuring the SFD from the dH/dW-H curve, measure 
the width of the curve at the half amplitude level and multiply the width 
by the horizontal scale factor. Do not divide the result by two. 

Figure 3.3 is a calibration record of the M-H curve plotter. The 
"standard" Ampex Tyoe 721 sample with a published M^ value of 1000 gauss 
+ 10% was inserted into the plotter, and the oscilloscope sensitivity 
controls were adjusted for = + 3 divisions and = + 4 divisions 
which produce scale factors of 333 gauss/division along the vertical 
axis and 500 oersteds/division along the horizontal axis. Then the 
calibration voltage divider was set for the sample size, the plotter 
was switched to the calibrate mode, and the internal calibration con- 
trols H cal and B cal mre adjusted without changing the oscilloscope 
sensitivity controls to produce the 8 division wide by 6 division high 
diagonal calibration trace. Now the apparatus can be recalibrated for 
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I Figure 3.4.1: M axis calibration record with Ar:pex Type 721 and manufacturers 

*• specification of M = 1000 gauss as the "standard". 

; Horizontal scale is 500 oersteds/division. 

i. Vertical scale is 333 gauss/division for M-H curve and diagonal 

, calibration trace. Vertical scale for dM/dH-H curve (pulse 

[ waveforms in first and third quadrants) is arbitrary since only 

the width at the half amplitude level is required to determine 
the SFD. Horizontal trace just below horizontal axis indicates 
j correct adjustment of balance controls with no sample in the 

[ j curve plotter. 

I • ♦ 

[ 

[ 
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different san^le sizes and scale factors by resetting the calibration 
voltage divider to the sample size and readjusting the oscilloscope 
sensitivity controls for the desired diagonal calibration trace size 
without changing the Internal calibration controls. 

A horizontal trace on Figure 3.4.1 just below the horizontal axis 
Is the no sample signal with proper adjustment of the balance phase 
and quadrature controls. The positive and negative pulse wave forms 
In the first and third quadrants are the dM/dH-H curve with an arbit- 
rary vertical scale which can be calibrated by graphically measuring 
the naxlmifln slopes of the M-H curve. Figure 3.4.1 also Indicates that 
the camera has slight parallax errors which are apparent from the 
asymetric horizontal centering and an apparent M-Intercept to M- 
Intercept distance of 5.95 divisions rather than the 6.00 division 
distance which was Intended for the calibration procedure. 

3.5 Sample Selection and Test Methods 

Sanmies were obtained from randomly selected reels. However, 
the lots and the locations on the reels from which samples were 
obtained were selected for availability and economy. Therefore, 
the multiple sample measurements may not fairly reflect variations 
v^lch are likely to be encountered with a given tape type. Prepar- 
ation and measurements of additional samples will continue as time 
and tape availability permit. 

All prepared samples were conditioned at 70 + 5°F and 20 + 10% 

RH for at least 16 hours prior to any testing. The small samples 
and their glass sample tubes were maintained 'r at least 16 hours 
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at test ten^eratures below 20^C and for at least 3 hours at temperatures 
above 20^C. Sample temperature was maintained In the sample holder by 
blowing air through the sample tubes and by limiting the t1n« between 
Insertion of the sample and photographing the M-H curves to less than 
one minute. One end of the sample tubes was always occluded during 
transfer of the sample tubes to the sample holder which requires ex- 
posure of the sample tubes to ambient room conditions for approximately 
10 seconds. No condensation was observed In the sample tubes following 
their transfers. 

All longitudinal samples were Initially tested at 20° or 21°C 
during the previous or current reporting periods, then selected samples 
were tested at 0°C, -18°C, 40°C, and 60°C respectively. One Ampex 466 
sample and the Fuji Beridox sample were remeasured at 20°C following 
temperature tests. Transverse and longitudinal Fuji H621 samples ob- 
tained during the current reporting period were measured at 20°C alone. 

3.6 Results 

Figures 3.6.1 through 3.6.5 are typical M-H curves for longitudinal 
samples of Ampex Types 466, 721 and 797, Fuji Type H621 and 3M Type 
5198 respectively. Each photograph corresponds to the Indicated line 
of Table 3. 6.1, which presents results of longitudinal measurements on 
multiple samples along with calculated mean values and standard de- 
viations of each parameter where warranted by a sufficient number of 
sarples. 

The "oxide thickness" column of Table 3.6.1 lists the thicknesses 
calculated from measurements on sixteen layers of tape. Section 2.3 
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Figure 3.6.1: M-H curve of Ampex Type 466 

Horizontal scale is 500 oersteds/division. 
Vertical scale is 333 gauss/division. Results of 
measurements are on fourth line of Table 3.1. 
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Figure 3.6.2: M-H curve of Ampex Type 721 

Horizontal scale is 400 oersteds/division. 

Vertical scale is 333 gauss/division. The round 
CRT of the oscilloscope cut off the curve at Hm 
and Ms. This sample was obtained 1800 ft. into a 
reel and had a measured oxide thickness of 0.200 mils 
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Figure 3.6.3: M-H curve of Anpex Type 797 

Horizontal scale is COO oersteds/division. 

Vertical scale is 333 gauss/division. This is the 
Lot A-2 sanple. 



Figure 3.6.4: M-H curve of 3f1 Type 5198 

Horizontal scale is 400 oersteds/division. 
Vertical scale is 333 gauss/division. The sample 
was obtained 1800 ft. into reel 58. 
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Figure 3.6.5: M-H curve of Fuji H621 with dM/dH-H curve. 

Horizontal scale is 500 oersteds/division. 

Vertical scale is 500 oorsteds/di vi sion. 

Vertical scale of dM/dH-H curve is arbitrary. 

The lialf amplitude level of dM/dH-H curve is 
1.4 divisions above or below the horizontal axis, 
and the width of the dM/dH-H curve at thit level 
is 0.55 divisions x 500 oe/div = 275 oersteds. 

The sample is from lot 079903. 
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Figure 3.6.6: 


M-H curve of 3M Type 5198 sample of Figu*"e 3.6.4 with H-axis 
expanded five times to produce a horizontal scale of 80 
oersteds/division. Horizontal trace position was adjusted 
to center M = 0 on photograph which corresponds to H = 640 
oersteds. Points on the dV/dH-H curve of Mgure 3.9^ were 
calculated from measurements of this M-H curve. The sample 
was obtained 1800 ft. into reel 58. 
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Figure 3.6./: Values of AM/ A H and H (average) calculated from 

coordinates on M-H curve of Figure 3.8 for 3M Type 
3198. For each successive set of points measured 
on Figure 3.6 .6 AM/aH* (rt -M ,)/(H i)» 

H (average) - (H -fH ,)/2. 



indicates an accuracy of +0.01 mil (+10 yinch) for the thickness 
and constitutes a major source of error in the induction measurements. 
The thickness measurements errors have no effect on coercivity measure 
ments or squareness which is a dimensionless ratio of two induction 
values obtained from the same sample. 

The magnetic parameters in the fifth through eleventh columns of 
Table 3.1 .1 are defined and described in preceding sections. Remember 
that the reported induction values and are probably lower than 
the actual values by a factor of 0.7 due to the calibration method. 
Also, the trend toward higher induction values from samples with 
thinner measured oxide thicki<ess nay oe noted. This indicates that 
the relatively large variation in the induction values for a given 
tape type is due to thickness measurement error rather than sample 
to sample variation. In contrast the squareness ratio which 

does not deoend on calibration or thickness measurement errors ex- 
hibits relatively small variation within a given taoe type. The SFDs 
measured from dfl/dH-H curve photographs aaree well with those mea- 
sured from curves plotted by calculating aM/aH from M-h! curves, and 
the former method is probably more accurate in addition to being much 
easier. The precision of the (SFD/Hc) and S* parameters is inherently 
lower than that of other parameters. Figures 3.9 and 3.10 are an 
example of the previous SFD calculation method, while Figures 3.3 and 
3.8 allow direct measurement of SFD. 

The results inTible 3.1.1 showtiiat the ind;;ction valves M. and 

I 

of all five taoe tyoes are roughly coTip;.r.* le, as arc the coer- 
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civitles, the SFDs, and the S*s of the four cobalt doped tape types. 
fisrpex 797 stands alone with hiah squareness ratio and S*. and lew 
SFD. 


Table 3.2.1 presents neasurenents of coercivity He and residual 

induction M of the subject taoes measured over the range of -18®C 
r 

to 60°C. The relative himiidity was 20% for all temperatures greater 
than 0°C. The coercivity results are plotted three different ways 
on Figures 3.6.8, 3.6.9a, and 3.6.9b. Coercivities of two earlier cobalt 
dope tape types over the range of -10°C to +40°C have been 
added to these figures to demonstrate technological improvements in 
the temperature stability of cobalt doped tapes. Finure 3.6,8 plots 
the absolute values of coercivity while Figures 3.6.9a and 3.6.9b plot 
the coercivity nomalized to the maximum value and to the value at 
2’°C respectively. The nomalized coercivities of both 3M types 455 
and 971 are approximated by the heavy lines of Figures 3.6.9a and 3.6.9b. 
Coercivity temperature coefficients of Tab’e 3.2.1 were calculated by 
linear regression analysis which also indicates high correlation 
coefficients for all of the cobalt dope tape types. 

Table 3.6.3 presents the results of M-H measurements on single 
transversely oriented tape samples along with orientation ratios 
calculated for the subject taoe types. The longitudinal residual 
induction values employed for the orientation ratio calculations 
are measurements from tape samples obtained immediately adjacent to 
the transverse samples. 


IIT RESEARCH INSTITUTE 


O' ^ 


92 










11 ^ . 1^ 3.6.3; — Transverse Magnetic Properties and Orientation Ratios 




3.7 Conclusions 


The magnetic measurements conducted to date are probably adequate 
to characterize virgin samoles of the subject tape types and to detect 
gross variations in future production of the tapes as long as the pro- 
bable error in the induction calibration is taken into account. Addi- 
tional tests are recommended following wear and environmental condi- 
tioning of the tar ?s, but it may be possible to eliminate sonw of the 
candidate tape types before further testing is conducted. 

Taken with the results of Section 4.1, coercivity He appears to 
have the strongest correlation with digital output of all of the 
magnetic parameters, and the high coercivity tapes will probably be 
essential for a system that employs wavelengths of less than 100 micro- 
inches during the record process. 

Temperature has little effect on the coercivity of undoped Ampex 
797. All of the cobalt doped tapes show some increase in coercivity 
with decreasing temoeratures. Roughly equivalent changes were measured 
for Ampex 721, Fuji Beridox and 3M 5198, while the coercivity of Ampex 
466 changes somewhat more with temperature. Linear regression analysis 
indicates coercivity temperature coefficients of -2.6 oe/°C for 3M 5198, 
in sharp contrast to coercivity temperature coefficients around 6 oe/°C 
for earlier cobalt doped tape types. The residual ip'^uctions Mr of 
the tapes appear to drop by 5% to 7% over the -18°C to 60°C temperature 
range. The detrimental effect of low thermal stability offsets the 
benifical effect of high coercivity achieved in Ampex type 466. 

The transverse magnetic properties of Ampex 466, Ampex 721, Fuji 
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Berldox, and 3M 5198 are similar. The differences between the trans- 
verse properties of those tapes and Ampex 797 are consistent with the 
high longitudinal squareness ratio of Ampax 797. The longitudinal 
orientation of the magnetic particles is much greater in Amp'"* 797 
than in the other tapes. The orientation differences are barely dis- 
cernable by visual examination of scanning electron micrographs of 
the tape surfaces. 
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ELECTRICAL PROPERTIES 


This section characterizes the electrical properties of the subject 
tape types. The tests compare tape performance with respect to record 
currents required to achieve maxlimn outputs at different wavelengths^ the 
magnitude of these maximum outputs, and the output magnitude In response 
to a constant record current, the resistivities of the tape coatings, and 
the distribution and size of oxide defects that cause momentary reductions 
In signal output or "drop-outs." The results of these tests permit pre- 
dictions of a HDDR system performance with specified coding, slgnal-to- 
nolse ratio tolerance, and minimum distance between flux reversals. 
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4.1 Record Current Without Bias 


This test measures and compares the record current at selected wave- 
lengths required to achieve the maximum attainable reproduce signal level. 

A square wave current source Is applied to the record head, and the current 
Is Increased and measured while the reproduce level is monitored to detect 
Its maximum level. A frequency range Is selected which allows application 
of adequately square current waveforms to the record head by the available 
test equipment, and then the tape transport speed Is selected so that the 
record frequency range corresponds to the range of wavelengths under con- 
sideration for a specific application. 

4.1.1 Procedure 

A square wave output voltage from a K.rohn-HIte Model 5300 Function 
Generator was applied to Inputs of an Instruments for Industry Model 5100 
Wideband Amplifier and a Heathkit Model lB-1100 Frequency Counter. The 
output level of the function generator was set to just below the specified 
maximum Input level of the wideband amplifier. 

The output of the wideband amplifier was connected to the Honeywell 
1" record head in series with a 3 ohm resistor and a 2 ampere fuse. That 
resistor and the 50 ohm output Impedance of the amplifier make the an^ll- 
fler output appear as a current source to the very low Impedance record 
head. The phase response of the amplifier produces nominal distortion of 
the applied square wave over the range of 100 KHz to 1.0 MHz, and a tape 
transport speed of 30 Ips was selected to achieve record wavelengths In 
the range of 30 microinches to 300 microinches. Intermediate wavelengths 
of 150 microinches and 60 microinches were selected for record current 
measurements. 

The current through the record head was monitored and measured with 
a Tektronix Type P6019 Current Probe connected to channel 2 of a Tektronix 
Type 454 Oscilloscope and to a Hewlett-Packard Model 3403C True RMS Volt- 
meter operating in the auto ranging AC mode. 
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Figure 4.1.1: Test Equionent for Record 
Current and Wavelength Response Tests 
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The record head and a Honeywell 42 track, 1 Inch (17 mil) Reproduce 
Head are mounted on a Kuneywell Model 96H0 Tape Recorder. Signals re* 
corded On the test tapes wer£ reproduced through track 39 of the reproduce 
head and preamplifier, and the 4 MHz Direct Reproduce Anq^llfler supplied 
with t^ tape recorder. The reproduced signal was measured and monitored 
at test points 1 and 2 of the direct reproduce an^llfler which are loca* 
ted before the equalizer circuits of the direct reproduce amplifier. The 
reproduced output was monitored on channel 1 of the oscilloscope, and the 
output level was measured with a Hewlett-Packard Model 3400A True P.MS 
Voltmeter. 

For each test tape and record wavelength, the output level control 
of the record amplifier was Increased until the maAiimjm output level was 
observed, and the record current that produced the observed maxliiwm out- 
put was measured. Recording continues at the maximum output level for 
at least 20 seconds after noting the footage counter reading at which 
maximum output Is achieved. Then the record -current Is turned off, the 
tape Is rewound to the noted footage counter reading, and the maximum 
output level Is measured while reproducing the recorded signal with no 
record current. This procedure eliminates "feed through" from the re- 
cord head to the reproduce held during the output level measurement. 
Although feed through Increases as the record current Increo^^es and 
some feed through Is present during the maximum output level observation, 
the output level always decreases for shorter wavelengths ( >»< 150 micro- 
inches) and record currents slightly above the level that produces the 
maximum output before the feed through Interferes with the maximum out- 
put level observation. For 300 microinch wavelengths, the output level 
approaches a plateau as the record current Is Increased, and the record 
current that produces the maximum output level Is difficult to measure 
accurately. 

A broadband noise measurement was also conducted on each tape with 
no record current and no recorded signal. Most of this noise Is generated 
or picked up within the reproduce electronics and Is not a function of the 
test tapes. 
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4.1.2 Resul ts 


Table 4.1 presents the measured record currents that produced the 
maxlimjin output level and the measured maximmn output levels for each wave* 
length obtained from virgin samples of each tape type. Figure 4.1.2 pre- 
sents the same data In graphical form. From this figure. It can be seen 
that the performances of all four cobalt-doped tape types are substantially 
equivalent and differ significantly from the undoped Anpex Type 797, 
which has lower record currents and much lower output levels at shorter 
wavelengths than the other tape types. For all tape typei the record cur- 
rent drops with decreasing wavelengths. For the cobalt-doped types, the 
maximum output level Is relatively constant for 300 microinch and 150 
microinch wavelengths. The maximum output level drops with decreasing 
wavelengths for all of the cobalt-doped tape types at wavelengths shorter 
than 150 microinches and for Ampex 797 at all wavelengths. 

The signal-to-nolse ratio of the reproduce system Is greater than 
20 dB for cobalt-doped tapes and wavelengths greater than or equal to 
60 microinches (one flux reversal every 30 microinches). The S/N ratio 
Is below 20 dB for 30 microinch wavelengths but might be Inproved with a 
band pass filter. Most of ti*e noise Is present at the preamplifier out- 
puts which will be used for drop-out detection and measureirents. 

4.1.3 Conclusions 

A cobalt-doped tape type appears necessary for high density digital 
recording achieved by the ability to record wavelengths shorter than 150 
micro Inches. The roughly equivalent performance of the four tested 
cobalt tape types indicates that the selection of a particular type for 
an HDOR applica":1on can be based on other parameters such as drop-outs, 
durability, and abrasivlty. 

4.2 Wavelength Response 

This test measures the reproduce level from the direct reproduce 
amplifier for each tape at selected wavelengths with a constant record 
current. The record current which produced the maximum output level 
with a 30 microinch wavelength for a given tape type was employed for 
that tape type. 


IIT leSFAtCH INSTITUTE 

104 




OT <>0°* 



105 



































6 


Output Level, Dashed Lines 
(mV ms) 


4.2.1 Procedure 


The test equipment, tape speed, and wavelengths were identical 
to those employed for the record current test in Section 4.1.1. For 
each wavelength, the record current was adjusted by varying the output 
level control of the wideband amplifier until the indicated record 
current was obtained. Then the reproduce voltage in dB was measured. 
For each tape, the reproduce voltages were normalized to a reference 
level of 9.0 dB corresponding to the output level at the 300 microinch 
wavelength. 

4.2.2 Results 

Table 4. 1.1 presents the normalized and absolute output levels pro- 
duced by the constant record currents that produce the maximum output 
level at the shortest wavelength. Figure 4.2.1 presents the same data 
in graphical form. From this figure, it can be seen that the perfor- 
mances of all four cobalt-doped tape types are substantially equivalent 
and differ significantly from the undoped ^ 620 ^ Ampex Type 797. The 
outputs are generally level at wavelengths from 300 microinches to 150 
microinches, drop by about 7 dB between 150 microinches and 60 micro- 
inches for cobalt doped tapes, and drop by about 13 dB between 150 
microinches and 60 microinches for Amoex 797. Th*"* output level of all 
of the tape types drops rapidly at shorter wavelenqtl.i. 

4.2.3 Conclusions 

If the HDDR system is designed for saturation recording with a 
minimum wavelength of 60 microinches (greater than or equal to 30 
microinches between flux reversals for an NRZ format), the output 
level for a sequence of flux reversals spaced 30 microinches appart 
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will be lower than the output level produced by a sequence of bits which 
produces more widely spaced flux reversals. Therefore, a code with a narrow 
bandwidth or read/write equalization may be necessary to maintain a qood 
signal to noise ratio if the minimum distance between flux reversals is to 
be 30 microinches. 

More meaningful wavelength response test conditions might be 
achieved with a constant record current that produces the maximum out- 
put level at the minimum wavelength intended for the system rather than 
the 30 microinch wavelength arbitrarily selected for this test series. 

An additional wavelength response test series should be conducted for 
each wavelength and code proposed by the system designers, with test 
conditions adopted to simulate the proposed system specifications. 
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4.3 Coating Resistivity 

The surface resistance on the coatings of the tape is related to 
the amount of carbon or graphite added to the overall binder composition. 
Carbon is generally added to the binder in order to increase conductivity, 
thereby reducing possible buildup of static charges when operated in a 
dry atmosphere. However, the addition of excessive carbon may have a 
weakening effect on the integrity of the binder system. In other studies, 
carbon has been observed as a constituent of excessive debris accumulation. 

4.3.1 Procedure 

The coating resistivity of the magnetic oxides and the back coatings 
of the tape samples were measured with a Hewlett-Packard Model 4329A 
High Resistance Meter. The test fixture permits five measurements on 
each sample. The reported oxide results are for 509 VDC test potentials. 

4.3.2 Discussion 

The coating resistivity test procedure generally followed methods 
specified in Volume III, Appendix B, paragraph 3-61(b) of IRIG 106-80 
and the Electronic Industries Association "Recommended Test Method -- 
Magnetic Tape Electrical Resistance Coating," RS-342 (ANSI C83.36-1S68), 
which differ mainly in the applied test potential: 500 VDC required 
in the IRIG Standard and 100 VDC preferred in the EIA Standard. The 
relationship between resistance and test voltage is probably nonlinear 
with lower resistance occurring as the test potential is increased. 

Since low coating resistivity is desirable to prevent the buildup of 
static electricity, a phenomenon associated with high voltage, the 
higher test potential appears to be the most rational choice for future 
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tests. However, the higher power dissipation in the tape sanples which 
results from a high test potential nay increase two technical problems 
in an objective, unbiased evaluation of coating resistivity. First, the 
test electrodes are secured at each end, and the contact resistance 
between the tape sanples and the electrodes may be less at the tape 
edges than at the center. Melting of the mylar base at the sample tape 
edge was evident following some of the tests. On the other hand, the 
contact force between the electrodes and the samples did not have a 
large effect on the measured resistivities. Therefore, this first 
problem can be reduced by applying nominal torque to the screws that 
secure the electrodes. !’te found that "finger tight" screws were ade- 
quate. The standards do not specify electrode forces. 

The second problem which may be associated with power dissipation 
in tape samples is the tendency for the resistance to increase during 
the application of the test potential, especially with high resistance 
tape samples. All of the reoorted measurements were completed within 
the 2 minute limit specified by the EIA Standard, and the resistance 
values appeared to stabilize within that time period. The resistance 
change is very rapid upon initial application of the test potential 
and the initial resistance could not be resolved with the slowly re- 
sponding test equipment. The increasing resistance could result from 
moisture loss while power is dissipated by the test samples. Despite 
the increasing resistance and rapid sequential testing of each sample, 
first at 100 VDC and then at 500 VDC, lower resistivities were obtained 
with the higher test potential. 
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One final procedure problem which was not answered in the standards 
is the possibility of contact between the tape backing and the electrodes 
if the back-to-back strips are not perfectly aligned on the electrodes. 
Therefore, some early test results were rejected, and all later tests 
were conducted with a wide uncoated rylar strip between the two sample 
strips. 


4.3.3 Results and Conclusions 

The test results are listed in Table 4.3.1. TheAmpex Type 797 coat- 

O Q 

ing resistivity is well below the 2x10 ohm/square and 1x10 ohm/square 
limits specified by IRIG 118-79 and EIA RS-342 respectively. The oxide 
coating resistivities of Ampex Type 721 and Ampex Type 466 were equal to 
or greater than one hundred times those limits. The oxide resistivity 
of 3M 5198 was an order of magnitude greater than the limits. The oxide 
resistivity of Fuji Type H621 is slightly greater than the standard limits. 
Comparisons of oxide coating resistivities with record current and wave- 
length response tests indicates that the high resistivities may be re- 
lated to the high frequency capabilities of the tapes. The resistivities 
of the back coating of all samples tapes were checked and found to be less 
than the range of the HP 4329A meter. 
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Table 4.3.1; Coating Resistivity 


Test 

Tape Type 
(Lot) 

Oxide Electrical 
Resistance 
(il/square) 
Mean S.D. 

Back Coating 
Electrical Resistance 
(R/square) 

Ampex 466 
(57GJ11, 

51660 41911) 

3.6x10^° 6.6x10^ 

i less than 10® 

i 

Ampex 721 
(7 593 276GJ11, 
21x104061-13) 

1.7x10^° 2.3x10^ 

less than 10® 

Ampex 797 
(*) 

3.6x10^ 4.9x10^ 

less than 10® 

Fuji H621 
(079903) 

2.4x10® 1.3x10^ 

less than 10® 

3M 5198 

(51575-1-01-58) 

1.8x10® 1.1x10® 

less than 10® 


* Unknown Lot 
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4.4 Drop-outs with 18 Mil Track Width 

Square wave currents from a 500 kHz source were applied to the single 
track record head. The record current and reproduce head azimuth were 
adjusted to produce maximum reproduce output levels. A 500 kHz record 
frequency was selected to achieve the best record current waveform, and 
the tapes v/ere recorded at 30 Ips to achieve 60 microinch wavelengths (one 
wavelength Is equivalent to two flux reversals). 

Virgin tapes were selected, and data was obtained during the Initial 
record pass and/or during no more than three subsequent passes. One ex- 
ception was the Fuji H621 sample which had been used previously for record 
current and wavelength response tests. 

Preliminary data were obtained with a prototype drop-out detector, 
a 500 kHz oscillator, and two electronic counters, one to register total 
drop-outs and one to register total duration of dropouts in units of 
wavelengths. Counts were recorded after every 100 feet of tape, and the 
sequential readings were subtracted to determine drop-outs/100 feet and 

g 

errors/lxlO wavelengths (109 feet x 12 inch/ft. x 1 v/avelength/60xl0”° 
inches - 2x10^ wavelengths). The average number of e»rors/drop-out were 
calculated for each 100 ft. tape segment. Average values of each para- 
meter were also calculated over the entire 1600 ft sample lengths. 

The prototype drop-out detector receives the signal from one pre- 
amplifier of the Honeywell Model 96HD Recorder, amplifies the signal 
and provides automatic gain control with a very long time constant in 
comparison to the longest detected drop-out*, rectifies and filters 
the gain controlled output, ano compares the filtered output to 
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a switch selectable reference voltage corresponding to the specified 
threshold level below the normal gain controlled outpui level. In these 
preliminary trials* the comparator output was filtered to remove 

"glitches" at the leading edge of drop>outs just below the threshold 
level* and the filtered comparator output was applied to the electronic 

counter that registered drop*outs. The filtered comparator output was 
also employed to enable the 500 kHz oscillator signal to the second elec- 
tronic counter that registered errors. Thus an error Is defined as one 
wavelength (two flux reversals) which produce an output signal below the 
threshold level* and a drop-out Is defined as a series of consecutive errors. 

The threshold levels were calibrated by applying a square wave 
modulated sinusoidal waveform to the droo-out detector Input and varying 
the degree of modulation while observing the Input signal and the com- 
parator outDut on an oscilloscope. The accuracy of the calibration 
method approached +1 dB for the 6 dB and 12 d3 thresholds* but some 
distortion of the modulated Input signal reduced the accuracy to around 
+2 dB during the 20 dB threshold calibration. During the calibration* 

It was noted that the drop-out detaction signal did not enable the 
error signal until after the first wavelength of a drop-out had passed. 

This source of error did not appear to be significant with resnect to 
the typical length of drop-outs detected on the sample tapes. It was 
also noted that the filtered drop-out detfctor signal occasionally 
failed to trigger the drop-out counter or triggered It twice for what 
appeared to be a single drop-out. These two sources of error tend to 
cancel each other* but their overall effect on the data was not quan- 
tified. Digital filtering of the detected reproduce signal of the 
tape and the addition of a one-shot pulse generator to the comparator 
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output which are planned In the final Implementation should eliminate 
all sources of count errors. 

The errors/10® wavelenqths parameter should be equivalent to Bit 
Error Rates (BER) for randomized NRZ recordinqs with an equal number 
of I's and O’s. 

4.4.1 Preliminary Results 

Frier to the collection of data, the total errors registered was 
observed for sequential passes of the same track, threshold level, and 
sample tape segment to check for repeatability. Subsequent error re- 
el stratlons were within 10% of each other with a definite trend toward 
a reduction In the nianber of errors with an Increasing number of passes 
of a given sample. The results of the final verification trial are 
presented In tabular and histogram form for the 20 dB results from the 
center track of a 1 inch Ampex 721 sample (Lot 51x014231*12). During the 
second pass, an extra drop-out was detected In the second 100 foot tape 
segment (500 ft to 600 ft), separate drop-outs In the fourth and fifth 
segments of the first pass were both recorded as occuring In the fifth 
segment, the drop-outs detected In the sixth segment of the first pass 
were not detected, and the total number of drop-outs detected was only 
73% of the number registered for the second pass. Despite these dls- 
crepencles, histograms of the results show that the total number of 
errors registered for this sample Is adequately repeatable for tape 
characterization. 

The following series of tables and histograms presents data which 
compare results from different tape types In 1 Inch and h Inch widths 
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Figure 4.4.1: Duration and Distribution of 20 dB 

Drop-outs on Center Track of 1/4" x 1600' Tapes 
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Ampex 466 (112407092) 

8 drop-outs 

Average 60 errors/drop-out 
1.5 errors/lO” wavelengths 


Anpex 466 (112048092) 

14 drop-outs 

Average 82 errors/drop-out 
3.6 errors/ 10® wavelengths 


3*1 5198 (41575-l-0i-21) 

(add 1700' to location) 

14 drop-outs 

Average 122 eirors/drop-out 
5.3 errors/10® wavelengths 


1/1 


Ampex 721 (11Q024182) r. 

77 drop-outs £ 

Average 118 errors/drop-out oJ 
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Table 4.4.2 

rXiratlon and Distribution of 20 db Oron-out 
on Center Track of l“xl600' Tapes 
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Figure 4.4.2: Duration and Distribution of 20 dR 

DroD-outs o-i Center Track of 1" x 1690* Taoes 


Anpex 721 
(510094252) 

4 drop-outs 

Average 220 errors/drop-out 
2.8 errors/10^ wavelengths 


24 ^ 

‘ ORIGINAL PAGE IS 

16 H OF POOR QUALITY 

12 : 

4 ^ 

ol 


Anpex 721 

(51x014231=12) 

First Pass 
12 drop-outs 

Averaae 239 errors/drop-out 
9.0 errors/10^ wavelengths 



Anpex 721 

(51x014231=12) 

Second Pass 
8 drop-outs 

Average 292 errors/drop-out 
7.3 errors/10° wavelengths 


3M 5198 

(43056 17 010 24) 

1 drop-out 

Average 193 errors /drop-outs 
0.6 errors/ 10® wavelengths 



4 5 6 7 8 9 10 11 12 13 14 15 16 17 18 IS 20 


Location on Reel 
(feet X 100) 
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Table 4,4.3 
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Figure 4.4.3: Duration and Distribution of 12 d3 

Drop-outs on Center Track of 1" x 1600' Tapes 


Ampex 721 
(510C94252) 

15 Drop-outs 

Average 434 errors/drop-out 
20.3 errors/10^ wavelengths 
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Anpex 721 
(51x014231=12) 

29 n»“i’p-outs 

Average 180 errors/droo-out 
16.3 errors/10^ wavelengths 


3M 5198 

(43056 17 01024) 

24 Drop-outs 

Average 130 errors/drop-out 
9.8 errors/10^ wavelengths 


Fuji H621 

(079903) (Sample previously 
used for record current and 
wavelength response tests) 
73 Drop-outs 

Average 180 errors/drop-out 
41.1 errors/10° wavelengths 
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Figure 4.4.4: Conoarison of Drop-out Distribution 
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with specified threshold levels and from specified track locations. 

The last set compares results from a center track and a side track 
about 0.25 inch from the edge of the 1 inch tape samples. 

4.4.2 Conclusions 

The center track of the 1 inch 3M 5198 sample at the 20 dB level 

g 

was the only sample which produced an error rate below the 1/10 rate 
considered acceptable by IITRI. Large variations in error rate can 
be expected from these tapes, especially when checking a short segment 
of tape with a system that can recover data from drop-outs less severe 
than the 20 dS level because long segments of tape may have no drop- 
outs but the length of a single-drop out is likely to generate many 
errors . 

For center tracks of k inch tape and data recovery above the 20 
dB level, the lowest BERs can be expected from Ampex 466 and 3fi 5198, 
while much higher BERs can be expected from Ampex 721. 

The limited results from center and side tracks was not considered 
conclusive, but a trend toward higher error rates on side tracks is 
suggested by the data. 

The number of drop-outs detected on 1 inch samples of 3M 5198 and 
Fuji H621 at the 20 dB level is so small that the mean values for those 
trials should not be considered statistically valid. Contaimination 
of the Fuji H621 sample during previous use is possible. White debris 
was observed on that sample in the severe drop-out segment (1100 ft. to 
1200 ft) which can be recovered for analysis. 
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4.5 Dropouts with 7.3 mil Track Width 


A second series of preliminary dropout measurements have been con- 
ducted on Fuji H621 and 3M 5198 samples with a 20 dB dropout threshold 
and a 7.3 mil track width. This narrow track video head was designed 
for high frequencies, and It was necessary to Increase the tape speed 
to 60 IPS in order to maintain a signal tw. ..wise ratio greater than 20 
dB. Tapes were also recorded at 60 IPS with a 1.0 MHz record signal 
to maintain the 60 microinch wavelength. The record current at this 
higher frequency is slightly less square than the 500 kHz square wave 
record current of the 18 mil track width preliminary measurements. 

Dropout: were measured on thirteen tracks near the center of each 
1 inch wide tape sample during sequential passes. The distance between 
track centers was 20.8 mils, the first track was 315±5 mils from the 
edges of the tape samples, and the last track was 565±5 mils from the 
edges of the samples. Dropout locations along the length of the samples 
were calculated to within ±10 feet. 

The total errors registered on the error counter were printed 
once every 2 seconds or every 10 feet of tape, and each change of error 
registrations between adjacent 10 foot tape segments was considered a 
single dropout. Oscilloscope monitoring of the comparator input de- 
monstrated that this dropout counting method was accurate for low 
dropout rates (<1 dropout/100 feet), and that very few of the error 
registration changes on higher dropout rate samples were caused by 
more than one dropout per 10 foot tape segment. This dropout counting 
method was more accurate then the counter met'.od employed with the 18 
mil track width measurements. 

IIT RESEARCH INSTITUTE 


126 


other details of the dropout measurement procedure were the same 
as for the 18 mil track width data. These tapes are available for 
distribution to the OEMs. 

4.5.1 Results 

Table 4.5.1 lists the error rates for each track and each tape 
sample, and the dropout rates and average dropout lengths for each tape 
sample. Wide variations in the error rates and the dropout rates be- 
tween tracks of a single tape sample and between tape samples of a 
single type are evident. The average dropout lengths are relatively 
constant at about 200 errors/dropout or 12 mils/dropout. Note the 
particularlly high dropout rate for track 502 cf 3M 5198 reel 24. 

Most of this high error rate was attributed to dropouts with a char- 
acteristic depth profile that was present along most of the length of 
the track, suggesting a source such as grit on a roller during pro- 
duction. The ends of 3M 5198 reels 9 and 24, and the beginning of 
3M 5198 reel 16 were not analyzed due to high error rates and dropout 
rates on all tracks. These apparently defective sections of tape may 
not have been totally eliminated within the analyzed lengths Indicated 
in the second column of Table 4.5.1 and results from a smaller section 
(Figure 4.5.1) suggest that 3M 5198 samples equivalent In length to 
the 2600 foot and 2700 foot Fuji samples could be obtained with 
error rates 20 % less than the averages for all tracks Indicated on 
Table 4.5.1. One very long multitrack dropout on a Fuji H621 sample 
was not redetected after degaussing and re-recording the sample. 
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Transport malfunction may have Increased errors and dropouts by 3X for tracks 440 through 565 
Does not Include data from track 502 

High error rates on tracks 502, 523, and 534 include errors from a single large dropout which 
was not redetected after degau»ing and re-recording sample. Average for all tracks without 
this dropout were 3.8 errors/10® wavelengths, 222 errors/dropout, and 0.34 dropouts/100 feet. 
















Figures 4.5.1 and 4.5.2 are maps of every dropout detected on the 
second Fuji K621 sample of the table and on seven 2600 foot tracks 
of 3M 5198 reel 24 respectively. The horizontal axes of these 
figures rep^'esent distance along the tape, and each of the horizontal 
lines represent a single track with the track locations In mils from 
the tape edge to the track center Indicated along the vertical axes 
of the figures. Each dot or vertical bar was considered a single 
dropout with the location Indicated by the track line at Its base and 
Its position along the horizontal axis. The height of each bar re- 
presents the length of each dropout, with the distance between two 
adjacent track lines equivalent to a dropout length of 500 errors or 
30 mils. The dots represent dropouts less than 3 mils long. 

The dropout location distributions on Figures 4.5.1 and 4.5.2 were 
typical of most of the sampled tracks. The dropouts are Isolated, 
more or less randomly distributed events along the length of each 
sample. Many of the long dropouts, such as the four events around 
2620 feet on the tracks at 419, 440, 461 and 482 mils of Figure 4.5.1 
occur on adjacent tracks. Indicating that they are the result of 
single flaws wider than the track spacing. A flaw that affects four 
tracks with this track spacing Is between 60 and 100 mils wide. 

The dropouts on Figures 4.5.1 and 4.5.2 were also employed for 
the frequency of occurrence versus length histograms of Figures 4.5.3 
and 4.5.4. Figure 4.5.3 compares the length distributions of the 
Fuji H621 and 3M 5198 samples. Figure 4.5.3 shows that the relative 
frequency of occurrence of dropouts longer than the track width 
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Location on Reel (feet x 100) 

Figure 4.5.1: Location of 20dB Dropouts on Thirteen 7.3 mil Tracks 

of a 2500 foot Fuji HG21 Sample. 
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Dropout Length (x7.3 mils) 

Figure 4.5.3: Dropout Length Frequency of Occurrence on 

Fuji H621 and 3H 519B Samples 
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Figure 4.5.4: Dropout Length Frequency of Occurrence 

on 3M 5198 Sample 


decreases with increasing dropout length. Very long dropouts may occur 
with greater relative frequencies on Fuji H621 than on 3M 5198. Figure 
4.5.4 shows that the dropout length with the maximum frequency of 
occurrence is close to the track width. The bin width of Figure 4.5.4 
is equal to one fourth of the track width and was selected to enhance 
any increased frequency of occurrences at even multiples of the track 
width. Increased frequencies at multiples of the track width are not 
apparent on the histogram. 

4.5.2 Discussion 

The dropout rates and error rates of 3M 5198 are twenty to fourty 
times greater with a 7.3 mil track width than the results of Table 4.4.2 
in the May 1982 progress report obtained with an 18 mil track width. 
Similar large increases in these parameters for Fuji H621 are masked 
by a single atypical 100 foot segment from which the 18 mil track width 
data was obtained. The frequenc./ of occurrence histograms indicate 
that small oxide flaws are nwre common than large flaws. A simple 
dropout model could begin with the assumption that an oxide flaw causes 
a rate of change of magnetic flux equal to zero over the effective area 
of the flaw. Then the length of a dropout is determined by the length 
over which the coincident flaw width to track v<idth ratio exceeds the 
threshold level to normal reproduce signal level ratio. Flaws with 
effective widths smaller than 90% of the track width will never produce 
20 dB dropouts, and the frequency of occurrence of long dropouts will 
be low due to the low frequency of occurrence of large flaws. In 
addition, small flaws that produce only subthreshold signal reductions 
in the reproduce level with a wide track system may produce individual 
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dropouts and increased BER with a narrow track system. Narrow tracks 
and track spacings also increase the number of tracks that can be 
affected by a single large flaw. 

It should be possible to relate the threshold sensitivity of a 
given head gap width (track width) to the actual length and width of 
dropouts selected for high stability with repeated measurements. 

This information will enable selection of proper threshold levels for 
standard IRI6 heads to achieve results that predict the performance 
of narrow track HDDR systems with specified track widths and immunity 
from dropout depth. 

4.5.3 Conclusions 

The 7.3 mil track width results show that large variations can be 

expected from dropout measurements on different tracks* lots or reels 

of a single tape type, and that large samples must be analyzed for 

comparison of results between tape types. Based on the results of 

% 

Table 4.5.1, dropout rates and error rates of virgin 3M 5198 are about 
four times greater than dropout rates and error rates of Fuji H621 with 
7.3 mil track widths. 

The dropout location diagrams indicate that tapes cannot be screened 
to obtain long segments with no dropouts across the width of the tape. 
Although the number of samples in these preliminary studies are too small 
to accurately predict tape yields, the results suggest that screening 
of Fuji H621 or 3M 5198 could reduce the maximum dropout rates and error 
rates by one half with a yield greater than 50%, and that defective 
tracks on tape segments can be readily identified. 
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